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Abstract
Optical clocks have been quickly moving to the forefront of the frequency standards
field due to their high spectral resolution, and therefore the potential high stability and
accuracy. The accuracy and stability of the optical clocks are nowadays two orders of
magnitude better than microwave Cs clocks, which realize the SI second. Envisioned
applications of highly accurate optical clocks are to perform tests of fundamental physics,
for example, searching for temporal drifts of the fine structure constant α [Pei04, Ros08,
Hun14], violations of the Local Position Invariance (LPI) [For07], dark matter and dark
energy [Der14,Arv15], or to performance relativistic geodesy [Bje85].
In this work, the uncertainty of a strontium lattice clock, based on the 1S0 − 3P0
transition in 87Sr, due to the blackbady radiation (BBR) shift has been reduced to less
than 1×10−18 by more than one order of magnitude compared to the previous evaluation of
the BBR shift uncertainty in this clock. The BBR shift has been reduced by interrogating
the atoms in a cryogenic environment. The systematic uncertainty of the cryogenic lattice
clock is evaluated to be 1.3×10−17 which is dominated by the uncertainty of the AC Stark
shift of the lattice laser and the uncertainty contribution of the BBR shift is negligible.
Concerning the instability of the clock, the detection noise of the clock has been
measured, and a model linking noise and clock instability has been developed. This noise
model shows that, in our lattice clock, quantum projection noise is reached if more than
130 atoms are interrogated. By combining the noise model with the degradation due to
the Dick effect reflecting the frequency noise of the interrogation laser, the instability of
the clock is estimated to be 1.6× 10−16/√τ/s [Al-15] in regular operation.
During this work, several high-accuracy comparisons to other atomic clocks have been
performed, including several absolute frequency measurements. The Sr clock transition
frequency was measured to be 429 228 004 229 873.04 (11) Hz [Gre16], with significant
improvements of the statistical uncertainty due to longer measurements and using H-
Maser as flywheel to cover any gaps in the operation of the Sr clock. Optical frequency
ratio measurements between our clock and a single 171Yb+ ion clock [Hun16] at PTB
have been carried out, to measure a possible temporal drift of the fine structure constant
α. From the measurements the most stringent limit on a potential linear drift of α over
time of −0.67× 10−17 per year with an uncertainty of ±0.47× 10−17 has been derived (in
preparation). Furthermore, comparisons between the Sr clocks at PTB (Braunschweig)
and SYRTE (Paris) via a fiber link [Rau15,Lop15] have been performed, and the fractional
offset frequency between them has been measured to be (4.7± 5.0)× 10−17 [Lis16]. Such
comparisons over large distances are an important step towards a redefinition of the SI
second based on an optical transition.
Keywords: frequency standards, blackbody radiation shift, absolute frequency
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Zusammenfassung
Optische Uhren haben sich innerhalb kurzer Zeit eine Spitzenposition im Feld der
Frequenzstandards erobert, da sie eine hohe spektrale Auflo¨sung und damit eine hohe
Stabilita¨t und Genauigkeit erreichen ko¨nnen. Genauigkeit und Stabilita¨t optischer Uhren
sind heute zwei Gro¨ßenordnungen besser als die der Mikrowellen Cs-Uhren, die zur Re-
alisierung der Sekunde verwendet werden. Mo¨gliche Anwendungen dieser hochgenauen
Uhren sind Tests fundamentaler Physik, wie Beispielsweise die Suche nach zeitlichen
Variationen der Feinstrukturkonstante α [Pei04,Ros08,Hun14], Verletzungen der lokalen
Positions-Invarianz (LPI) [For07], dunkler Materie und dunkler Energie [Der14, Arv15],
oder zur Durchfu¨hrung relativistischer Geoda¨sie [Bje85].
Im Rahmen dieser Arbeit wurde der Schwarzko¨rperanteil an der Unsicherheit einer
auf dem 1S0 − 3P0 U¨bergang in 87Sr basierenden Strontium Gitteruhr um etwa eine
Gro¨ßenordnung auf weniger als 1 × 10−18 reduziert. Dafu¨r wurden die Atome in einer
kryogenen Umgebung abgefragt. Die systematische Unsicherheit der kryogenen Gitteruhr
wurde evaluiert und betrug 1,3×10−17, wobei die Unsicherheit der AC-Stark-Verschiebung
durch den Gitterlaser den dominanten Anteil bildet, wohingegen die Unsicherheit durch
die Schwarzko¨rperverschiebung zu vernachla¨ssigen ist.
Im Hinblick auf die Instabilita¨t der Uhr wurde das Detektionsrauschen gemessen
und ein Modell zur Verknu¨pfung des Detektionsrauschens mit der Instabilita¨t entwickelt.
Dieses Modell zeigt, dass das Quantenprojektionsrauschlimit erreicht wird, wenn mehr
als 130 Atome abgefragt werden. Durch Kombination des Rauschmodells mit einer Ab-
scha¨tzung des Dick-Effektes, welcher die Laserinstabilita¨t wiederspiegelt, wurde die Insta-
bilita¨t der Uhr als 1,6× 10−16/√τ/s [Al-15] fu¨r den regula¨ren Uhrenbetrieb abgescha¨tzt.
Wa¨hrend dieser Arbeit wurden mehrere hochgenaue Vergleichsmessungen mit an-
deren Atomuhren durchgefu¨hrt, darunter einige Absolutfrequenzmessungen. Als Ergeb-
nis wurde die Frequenz des Uhrenu¨bergangs als 429 228 004 229 873,04 (11) Hz [Gre16]
gemessen, wobei aufgrund der langen Messzeit signifikante Verbesserungen der statis-
tischen Unsicherheit erreicht werden konnten. Zudem wurde ein Wasserstoffmaser als
Schwungrad benutzt um Zeiten zu u¨berbru¨cken in denen die Strontiumuhr nicht ein-
satzbereit war. Das optische Frequenzverha¨ltnis zu einer 171Yb+ Einzelionenuhr [Hun16]
wurde gemessen, um mo¨gliche zeitliche Variationen der Feinstrukturkonstante α zu de-
tektieren. Aus diesen Messungen kann ein Limit fu¨r eine potentielle lineare Drift von α
gegeben werden, dass −0,67 × 10−17 pro Jahr mit einer Unsicherheit von ±0,47 × 10−17
betra¨gt. Weiterhin wurden Vergleiche zwischen Sr-Uhren an der PTB (Braunschweig)
und SYRTE (Paris) u¨ber einen optischen Faserlink [Rau15,Lop15] durchgefu¨hrt. Der rel-
ative Frequenzunterschied zwischen den beiden Uhren betrug (4,7± 5,0)× 10−17 [Lis16].
Derartige Vergleiche u¨ber große Entfernungen sind ein wichtiger Schritt in Richtung einer
Neudefinition der SI-Sekunde durch einen optischen U¨bergang.
Stichworte: Frequenzstandards, Schwarzko¨rperverschiebung, Absolutfrequenz
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During the 20th century, high-precision spectroscopy played a prominent role and it has
been improved over the years until now. High-precision spectroscopy has provided unbe-
lievable contributions to the understanding the modern physics, for example, lamb shift in
atomic hydrogen and deuterium [Wei94,Sch99], nuclear magnetic moments, etc. This kind
of measurements were a great input for theoreticians to develop more accurate theories.
In 1960 the laser is invented [Mai60], thus opening a new area for high resolution
spectroscopy of optical transitions in atoms, ions, and molecules. As another great step
laser cooling gave access to cold atoms and ions [Win75,Ha¨n75,Win79,Phi85,Chu85] were
major breakthroughs in the development for improving the high resolution spectroscopy,
leading for example to fountain atomic clocks.
Time or frequency have become the most accurate physical quantity (both in optical
and in microwave frequencies). The progress of building atomic clocks based on optical
transitions was dramatically speeded up when the frequency comb [Ha¨n06,Cun01,For07]
was invented, which allows us to measure absolute frequency measurements at high fre-













Figure 1.1: Schematic of an optical atomic clock. An ultra-stable laser is steered
to an atomic transition reference by correction signals derived from atomic spec-
troscopy. The optical frequency can be converted to other frequency domains by
a frequency comb.
1.1 Optical clocks
The principle of a optical clocks is as following: an ultra-stable laser is used as the local
oscillator for the clock because of the laser frequency is sensitive to environment effects,
it cannot be used as frequency standard alone. Thus the light is used to probe a narrow
atomic transition of an atom or ion. A transition between two eigenstates has an energy
difference of ∆E, which relates to emission or absorption of electromagnetic radiation of
frequency of f = ∆E/h. The energy differences, thus the atomic transition frequencies
depend on the fundamental properties of an atom or ion, thus the frequency of a transition
can be used as a reference. The atomic signal (the excitation probability of clock states)
is used to determine the difference between the local oscillator frequency and that of the
reference atom and apply feedback to the local oscillator frequency as shown in Figure 1.1.
Now, the question is: on which criteria can I chose the atomic reference? To answer this
question several points have to be considered:
• High Q-factor (ν/∆ν) for better stability of the clock, where ν is the transition
frequency and ∆ν is the natural linewidth of the transition.
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Figure 1.2: Fractional uncertainty of the optical clocks (circles) and primary
cesium clocks (triangles).
• The probe time (interrogation time) should be long to observed narrow line width,
since the full width at half-maximum (FWHM) ≈ 0.8/tpulse (for Rabi interrogation).
• The atomic spectroscopy is observed with high signal to noise ratio (S/N) to improve
the stability of the clock.
• The energy of the clock states should be insensitive to the environment surrounding
the atom.
Unfortunately, there is no atom or ion that fulfills all the points mentioned above. Each
candidate has advantages and disadvantages. The neutral atoms are typically more sen-
sitive to the surrounding environment than single ions. Thus careful investigation of
the systematic effects is required as I will explain in chapter 3. Ion clocks suffer from
poor signal-to-noise ratio (S/N), thus very long averaging times are required to reduce
the statical uncertainty of the measurements. Figure 1.2 shows the evolution of opti-
cal and microwave clocks for comparison. The optical clock’s development has shown a
significantly faster rate of improvement over last decade.
Table 1.1 lists candidate species of optical clocks using neutral atoms and ions, they
are under investigation in different countries.
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87Sr 171Yb 199Hg 24Mg 88Sr+ 171Yb+ 27Al+ 199Hg+ 115In+
Tokyo NIST SYRTE LUH NPL PTB NIST NIST PTB







Table 1.1: Optical clock candidates based on neutral atoms and ions. Research
institutions: Tokyo, University of Tokyo. JILA, University of Colorado, Joint
Institute for Laboratory Astrophysics. SYRTE, Syste´mes de Re´fe´rence Temps
Espace, France. PTB, Physikalisch-Technische Bundesanstalt, Germany. NPL,
National Physical Laboratory. NIM, National Institute of Metrology, China.
UFlo, University of Florence, Italy. Torun, Nicolaus Copernicus University,
Poland. NIST, National Institute of Standards and Technology, USA. NMIJ,
National Metrology Institute of Japan. KRISS, Korea Research Institute of
Standards and Science. INRiM, Istuto Nazionale di Ricerca Metrologica, Italy,
UDuess, University Du¨sseldorf, Germany. MIKES, Mittatekniikan Keskus, Fin-
land. NRC, National Research Council, Canada. Adapted from [Gil11].
1.2 The second and its future
The international system of units (SI) consists of seven base units; the second for time, the
meter as the unit of length, the kilogram for mass, the ampere for electrical current, the
kelvin for temperature, the mole for the amount of substance, and the candela for luminous
intensity. Table 1.2 shows a list of the SI base units together with the physical relation
and the methods that are used for realization of the units. I will give here some details
on the unit of time, more details on the other SI units can be found in [Kov04,Bor05].
The definition of the second was last revised in 1967 (history of the second before
that can be found in [Ram83,Jes99]), where an atomic transition is used, the ground state
hyperfine frequency splitting of the 133Cs atom. This was only a decade after Essen and
Parry had build a first atomic clock based on Cs atoms in 1955 [Ess55]. Thus the definition
of the second became ”The second is the duration of 9 192 631 770 periods of the radiation
corresponding to the transition between the two hyperfine levels of the ground state of the
133Cs atom” [Lev99, Bau12]. At that time the fractional uncertainty of Cs clocks was
10−10, which was a significant improvement compared with previous realizations. Their
4
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unit Physical relation method
second ν = ∆E/h Cs clock
meter λ = c/ν optical interferometer
volt U = nhν/e Josephson junction
ampere I = eν single electron transistor
ohm RK = h/e
2 quantum Hall effect
kelvin T = E/kB Boltzmann’s constant
Table 1.2: SI units with physical relation that used for realizations [Pei10]. The
unit of mass is omitted here.
uncertainty has been improved significantly over the decades, especially when laser cooling
and trapping have arrived, thus enabling higher spectroscopic resolution with cold atoms.
These techniques have had great leverage to realize first Cs fountain clock in 1991 [Cla91].
Fountain clocks are used to realize the second with uncertainty below than 10−15, making
the second is most accurate SI unit so far, and prompting Arthur Shawlow (the 1981
Nobel Prize winner in physics) ”Never measure anything but frequency!”.
Redefinition of the second
As I mentioned above, the caesium fountain clock have been used to realize the second
for decades. The Cs fountain clocks achieve frequency uncertainties of about 2 × 10−16
at PTB (not published yet). However, optical clocks based on neutral atoms or single
ions have shown significant improvement over a decade. Optical clocks have two orders of
magnitude better accuracy than the best caesium fountain clocks, nowadays (87Sr lattice
clock 2 × 10−18 [Nic15] and single 171Yb+ ion clock 3 × 10−18 [Hun16]) and they show
also better instabilities than caesium fountain clocks. Accuracy and stability of optical
clocks have opened the debate in the time and frequency community on a redefinition of
the second based on optical clocks since 2001. In 2015, BIPM (International Committee
of Weights and Measures), approved a list of secondary representations of the second
including several transitions used by optical clocks [CIP15]. There are some questions
that have to be addressed before a redefinition the second [Rie15,Gil11]:
• First, of course, do optical clocks have benefits? What are these?
• Are optical clocks ready for the redefinition of the second?
5
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• Do we have enough optical clocks?
• Which candidate transition is going to be used for the definition of the second?
The Cs clocks are very good for the most of the applications, both for society and science.
However, realization of the second based on the optical clocks will open new areas of
applications, both in science and technology. There are some technical challenges have
to be solved before the redefinition. Comparisons of optical clocks separated by large
distances (on a continental scale) are essential; this kind of comparison should be limited
by the clocks themselves, not by the link. Thus, stable links are required. Unfortunately,
satellite link are not yet capable to provide the stability and also accuracy required for
comparisons of optical clocks. In order to overcome this problem, optical links are required
to link between those clocks. In Europe, there are several optical links under construction
between a number of NMIs (National Metrology Institutes) and other research institutes.
An optical link between PTB and SYRTE has been operated since 2015, the first compari-
son between two optical clocks on both ends has been performed in 2015 with our Sr clock.
Details on the measurement are given in Chapter 5. For comparisons of optical clocks
across continents, transportable optical clocks can do the job. Several transportable op-
tical clocks are under development. Furthermore geodetic modeling has to be improved,
very accurate determination of gravitational potential differences is required for this kind
of comparison.
The redefinition of the second will take place if optical clocks (at least three clocks)
have to shown a systematic uncertainty in level of 10−18. Three or more independent
optical frequency measurements limited by the uncertainty of the best Cs atomic clocks.
Comparisons of three or more of the optical clocks (same species) at different institutes
with an uncertainty of level of 5× 10−18, via fiber links or transportable clocks. Optical
clocks ratio measurements (more than 5 clocks) have to performed with uncertainty of
5 × 10−18. The optical clocks have to contributed regularly to TAI (Temps Atomique
Internatinal), in English International Atomic Time.
1.3 Outline of the thesis
With the short motivation described in this introduction, I will turn now to more details.
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In Chapter 2, I will discuss the experimental setup, the description of cooling, trap-
ping, and high resolution spectroscopy of the 87Sr atoms are introduced. I also discuss in
some details how we prepare the 87Sr atoms in a selected nuclear spin state.
In Chapter 3, I describe the accuracy of the Sr lattice clock, I will give some details
on the systematic shifts of the 87Sr lattice clock and how we have removed the largest
uncertainty contribution of the clock due to blackbody radiation shift by implementing
the cold finger inside the vacuum chamber, which can operate at cryogenic temperature.
In chapter 4, I discuss the instability of the clock. I will show how we measure all
the noise of the clock and noise model is developed, thus the instability of the clock is
estimated.
In chapter 5, I show some applications of the optical clocks, I describe absolute
frequency measurements, comparisons between the Sr lattice clocks at PTB and SYRTE
via optical fiber link, ratio measurements between the 87Sr lattice clock and the single
171Yb+ ion clock both at PTB.
In chapter 6, I will briefly summary and discuss the future work in our group and





Preparation and Spectroscopy of 87Sr
atoms
In this chapter, details on our experiment are presented. First, the atomic properties of
the Sr atoms with energy levels are introduced. Then, I will describe the blue MOT to cool
the atoms to few mK, and after that the second stage cooling (red MOT) is presented to
cool the atoms further to the µK range. After that, details on the optical lattice trap, spin
polarization of the 87Sr atoms, and spectroscopy are described. Finally, the stabilization
of the interrogation laser to the clock transition is discussed.
2.1 Strontium atoms
Strontium is one of the alkaline-earth atoms, which comprise group 2 of the periodic table
of elements (together with other atoms like Beryllium, Magnesium, Calcium, Barium,
and Radium). These atoms have similar atomic properties due to the similarity of their
electronic configurations. Atomic Sr has two valence electrons, which produce an inter-
esting mixture of electronic states where the total electron spin can be zero or one, thus
resulting to single states or triplet states. The energy diagram is shown in Figure 2.1,
the energy levels are described according to the Russell and Saunders notation [Rus24].
The ground state of the Sr atom 1S0 has zero total angular momentum J = 0 and zero
total electronic spin S = 0, which has strong dipole transition to the first excited singlet
9
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t = 3,9 · 10  s
Figure 2.1: Diagram of the energy level of strontium atoms with the transitions
used for cooling, repumping, and spectroscopy and their associated wavelength.
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2.2. SR ATOMS FROM ATOMIC OVEN TO BLUE MOT
Isotope Abundance Nuclear Spin




Table 2.1: The natural abundances of the Sr isotopes.
state 1P1. For the coupling between singlet state
1S0 and the triplet states, according to
the dipole selection rule ∆S = 0 there is no dipole transitions are allowed, but because
of spin-orbit interaction of the 1P1 with
3P1, a weak dipole transition amplitude between
1S0 and
3P1 states exists [Bre33, Boy07c]. This kind of transition is commonly called an
intercombination transition. For the 3P0 state, coupling between
1S0 and
3P0 depends on
the isotopes of the strontium. It has bosons (84Sr, 86Sr, 88Sr) and fermions (87Sr) as seen
table 2.1. For the fermionic isotpoe, which has a nuclear spin of I = 9/2, a weak mixing
of the 3P1 with
3P0 states exists due to the hyperfine interaction, thus coupling between
1S0 and
3P0 is allowed very weakly. For bosons, an external magnetic field during the
spectroscopy is required, more details can be found in [Tai07].
2.2 Sr atoms from atomic oven to blue MOT
Cooling and trapping an atomic sample nowadays are well known techniques; many books
and articles deal with them. Cooling and trapping have been studied in depth in [Win79,
Phi85,Met99]. For Sr, details on cooling and trapping are given in [Boy07a,Lud08b,Vel10,
Mid13, Vog15]. I will summarize briefly how we cool and trap the Sr atoms: The source
that provides the Sr atoms is an oven, which is filled with strontium granules. It is a 35
mm long cylinder (stainless steel) with an inner diameter of 4 mm. The oven is heated
to 500 ◦C. A hot atomic beam is produced by sublimation and passes through several
capillaries with 2 mm diameter to produce a high-flux, collimated atomic beam. The
atomic beam enters a 40 mm long Zeeman slower and interacts with a Zeeman slowing
laser coming from the opposite direction, which is red detuned from the 1S0−1P1 transition
(461 nm) by −400 MHz. The atoms are decelerated from their initial velocity of about
550 m/s to about 50 m/s. After that atoms are captured in a 3D magneto-optical trap
(MOT) operated on the 1S0 − 1P1 transition, which is red detuned from resonance by
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−40 MHz. Three collimated beams are sent through free space into vacuum chamber,
the two horizontal beams and one vertical beam are retro-reflected back via mirrors. The
magnetic field in anti-Helmholtz configuration is used for the blue MOT, which is created
by pair of coils located inside the vacuum chamber. These coils are water cooled. The
1S0− 1P1 transition is not closed perfectly, so atoms can decay to 3P2 via a decay channel
through 1D2 (as seen in Figure 2.1), thus reducing the total steady-state atom number
in the blue MOT. In order to overcome this, optical repumping is required to pump the
atoms from 3P2 into
1S0. The
3P2 − 3S1 transition (707 nm) is used to pump the atoms
into the 3P1 state, which decays to the
1S0, and an additional repumper is applied to drive
the 3P0 − 3S1 transition (679 nm) and repump any atoms may decay into the long lived
3P0 state in the process. The repumper lasers are frequency modulated about 1-2 GHz by
laser’s piezo transducer (PZT), which is useful for 87Sr, which has a large number of non-
degenerate hyperfine levels which may become populated by the decay or the repumping.
Typical atom numbers in the blue MOT are 2× 107 atoms with 3 mK temperature. The
blue laser light at 461 nm is generated by a diode laser at 922 nm that seeds a tapered
amplifier and is frequency-doubled in a bow-tie SHG cavity. The maxumim power is bout
250 mW, the output is coupled into a fiber and then split via beam splitter (BS) cubes
into Zeeman slower, MOT, and detection branches. The repumper lasers (707 nm, 679
nm) are also commercial ECDLs. The laser beams are coupled together into one fiber
and sent into the blue MOT along one direction and reflected back via a mirror.
2.3 Cooling with narrow line width transition
After the Sr atoms have been cooled to about 3 mK on the 1S0− 1P1 transition, a second
stage cooling is applied to cool the atom down to µK temperatures. This (red MOT) uses
the 1S0 − 3P1 intercombination transition at 689 nm which has a linewidth of 7.5 kHz.
For 87Sr, the MOT does not operate efficiently on the |1S0, F = 9/2〉 − |3P1, F = 11/2〉
transition. Because the g factor of the excited state 3P1 is much larger than that of the
ground state 1S0, this leads to, a strongmF dependence for the transition in the presence of
magnetic fields. At a given position, for example at−x0 withmFµgB(x0) < 0, where MOT
beams are send to the atomic sample from both sides, σ− from right and σ+ from the left.
The atoms can absorb the light from both, as seen in Figure 2.2, where the transition with
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Figure 2.2: Simplified scheme of a MOT operation with ge >> gg. For example,
atoms (with several magnetic sublevels mF ) at a given position (at −x0 with
mFµgB(x0) < 0), atoms in some of mF magnetic sublevels are excited with σ
+
transition, while other mF magnetic sublevels are excited with σ
− transition.
∆mF = −1 by σ− light will push atoms outside the MOT while the transition with ∆mF =
1 by σ+ light will push atoms into center of the MOT. Fortunately, the probability of
absorption from those transitions is also depends on the Clebsch-Gordan (CG) coefficients,
thus making the absorption from wrong beam (σ− transition) is weaker, because it has
much smaller Clebsch-Gordan (CG) coefficient compared to the σ+ transition.
In order to operate the MOT more efficiently, population shaﬄing of the magnetic
sub level is required, e.g., by optically pumping between them by so called Stirring laser
(this has been noticed first in Katori group [Muk03]). The transition 1S0, F = 9/2 to
3P1, F = 9/2 is used for this purpose, because the Zeeman shift is about 5 times smaller
that for cooling on 1S0, F = 9/2 to
3P1, F = 11/2 transition and thus the atoms remain
in resonance with stirring laser for longer time and resulting efficiently mixed magnetic
sublevels. The 689 nm light, used for cooling, is generated from home made ECDL (master
laser), which is stabilized to a 10 cm long ULE cavity. To get sufficient output power
for operation of the red MOT, part of the master laser beam is injected to a slave laser
for amplification. The slave’s output of 15 mW is then sent to the vacuum chamber via
fibers. An additional ECDL is used for stirring, it has a frequency offset of 1.4 GHz from
the cooling laser and an output power of 5 mW, which is coupled to the same fibers as
the master laser. The stirring laser is phase-locked to the master laser.
The red MOT consists of two cooling stages within 140 ms, where during first stage
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(90 ms) the frequencies of the cooling and stirring laser are modulated by about 1 MHz to
increase the velocity capture range, while during the second stage (50 ms) the modulation
frequency is switched off and both intensity and detuning of the lasers are reduced for
further cooling the atoms to 2-5 µK.
2.4 Sr atoms in optical lattice trap
Optical lattices are used nowadays as a standard tool for trapping of neutral atoms. They
are used in lattices clocks because of their advantages of the suppression of the Doppler
and recoil shift in the so called Lamb-Dicke regime [Dic53].
In our experiment, the optical lattice is formed by retro-reflection and it is overlapped
and focused to the atomic sample at the MOT position.
The total electric field of the two counterpropogating beams of the 1D lattice can be
written as,
~E = ~E0 cos(kz − ωt) + ~E0 cos(−kz − ωt), (2.1)∣∣E2∣∣ = 2 ∣∣E20 ∣∣ cos2(kx). (2.2)
When atoms are in an AC electric field with a frequency-detuning from an atomic tran-
sition of two states, the states will experience an energy shift that depends both on the






where α(ω) is the polarizability of a state and |E2| is the amplitude square of the electric
field. The potential of a standing wave for an 1D lattice trap along the z-axis and assuming
a light beam with a Gaussian profile, can be written as














2.5. SPIN POLARIZATION AND SPECTROSCOPY
Here, P is the incident beam, w0 is the beam waist at the focus. By assuming a harmonic
















where M is the atomic mass of Sr.
In our setup, we are using a horizontally oriented 1D lattice that is linearly polarized.
The laser light is generated by a Ti:sapphire laser from the company M2. Its frequency is
stabilized to a frequency comb and it tuned to the magic wavelength at 813 nm [Kat03]
(at the magic wavelength, the first order light AC Stark shift of the clock transition due
to the optical lattice cancels). The lattice waist is about 65 µm. An incident lattice
power of 280 mW produces lattice depth of 70 Er, (Er is the photon recoil energy of
the lattice light Er = ~k2/2m), which corresponds to an axial frequency of 58 kHz and
a radial frequency of 165 Hz. The lattice trap is on during the MOT stages and atoms
are loaded from the single frequency red MOT into the lattice trap. The coldest atoms
(in the axial vibrational state ν = 0) are selected by ramping the lattice depth down to
about 40 Er, to allow hot atoms in higher vibrational states to leave the trap, for 20 ms
and then ramping back to the typical operation depth, thus about 25% from atoms are
remaining in the trap.
2.5 Spin polarization and spectroscopy
Once the coldest atoms are trapped in the lattice trap, an other issue that has to be
taken into account is that, in presence of an external magnetic field, the degeneracy of the
Zeeman sublevels is lifted resulting in a splitting of the clock transition, thus an additional
frequency shift to the clock transition due to Zeeman shift is presented, as written in
Eqs.(3.12, 3.13). In case of 87Sr atoms with nuclear spin I = 9/2, there are 10 magnetic
sublevels (for F = 9/2). The population of the magnetic sublevel are nearly equally
distributed over all the magnetic sublevels. The population distribution is not desired for
high accuray and precision measurements because each magnetic sublevel has a different
15
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Figure 2.3: Excitation probability on the clock transition with spin polarization
(red and green lines) and without spin polarization (black line). A pi−pulse of
50 ms was used in a Rabi interrogation sequence.
Zeeman shift, and AC Stark shift of the lattice laser. In order to overcome this problem,
atoms are required to be prepared in a specific magnetic sublevel. According to Eq.(3.12),
the first order Zeeman shift can be cancelled out by interrogating two magnetic sublevels
with opposite sign, like mF = ±9/2 and using the average resonance frequency of the two.
Optical pumping is done by driving the transition |1S0, F = 9/2〉 to |3P1, F = 9/2〉 with
σ+ or σ− light to prepare the atoms in mF = +9/2 or mF = −9/2, respectively. During
optical pumping (which takes 20 ms), we apply a small bias magnetic field (few tens of
µT) by using MOT coils to generate a homogeneous magnetic field.
In reality, after spin-polarization, some atoms might remain in the other Zeeman
sublevels, which can cause an additional frequency shift of the clock transition due to
linepulling. In order to remove these atoms, we apply a purification sequence as following:
we transfer the atoms in mF = +9/2 into the excited state,
3P0, by applying a resonant,
short pi-pulse (50 ms, 16 Hz Fourier-limited line width) on the 1S0 − 3P0 transition with
large a bias magnetic field of 600 µT to spectrally resolve the different Zeeman components
(600 Hz splitting between neighboring Zeeman sublevels). Then, remaining atoms in the
ground state are blown away from the trap by a pulse of blue light resonant with the
1S0 − 1P1 transition. then, the interrogation pulse is applied, thus atoms in excited state
16
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average frequency m = +9/2F
m = -9/2
F
Figure 2.4: Stabilization of the interrogation laser to the clock transition. The
sequence consists of four cycles (indicated by the black dots). Two magnetic
sublevels, mF = ±9/2, are probed to average out the first-order Zeeman shift
and each component is probed on both sides (left and right) at the points of
maximum slope to determine into which direction the interrogation laser drifts.
Thus the average of all four cycles is calculated (vertical dash line).
3P0 are driven to the ground state with a long pi-pulse and the excitation probability is
measured by detecting the atoms in both clock states. Figure 2.3 shows the excitation
signal of the interrogation for frequency scans across resonance for spin-polarized (red and
green lines) and unpolarized samples (black line). The spin-polarization light is derived
from the stirring laser with about 20 µW of power and sent to the atomic sample parallelly
and anti-parallelly to the quantization axis from both sides (one direction for mF = +9/2
and the second direction for mF = −9/2).
Our new interrogation laser, which is pre-stabilized to a 48 cm-long ULE cavity, allows
us to probe the atoms very long (650 ms) Fourier-limited line width of 1.3 Hz is observed.
More details on the interrogation laser can be found in [Ha¨f15b,Ha¨f15a].
2.6 Stabilizing to the clock transition
The stabilization principle of the interrogation laser to the atomic transition is shown
in Figure 1.1. The excitation probability is used to steer the interrogation laser to the
atomic transition. In order to discriminate, in which direction the laser is drifting (lower
17
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Figure 2.5: The self-comparison scheme (interleaved stabilizations) where the
parameter of interest is vary between two values from cycle A to cycle B and the
difference frequency ∆f = fA − fB is measured.
or higher in frequency), the interrogation laser probes on the fringe of the clock transition
lineshape (Rabi interrogation sequence). It is probed close to the half-maximum points
on both sides; new atoms are loaded for each interrogation. The total cycle time consists
of a preparation time of 550 ms and an interrogation time of 640 ms. The difference
between these excitation probabilities on both sides of the line is used for derive an error
signal, which steers the interrogation laser. At the half-maximum points the sensitivity to
frequency noise is high, as the full width at half-maximum (FWHM) ≈ 0.8/tpulse [Dic88],
thus longer clock pulse make the slope steeper.
Other issues that have to be taken into account for stabilizing the interrogation laser
to the clock transition are that atoms in presence of a magnetic field will be subject to
a Zeeman shift. The first order Zeeman shift can be averaged out easily with fermionic
atoms, like 87Sr atoms, where two magnetic sublevels are probed instead of one. In our
case, we probe mF = ±9/2, thus according to Eq.(3.12) the first order Zeeman shift is
averaged out.
Figure 2.4 shows the normal operation of the clock, which consists of four cycles
for probing the two magnetic subelevel mF = ±9/2. The frequency shifts to address
the mF = ±9/2 sublevels are introduced by the AOM used to pulse the light of the
interrogation laser. After each of four cycles the error signal is derived and fed back to
the frequency of the AOM between the interrogation laser and the cavity. This sequence
is referred to as single operation (or normal operation), which is used for example, in
absolute frequency measurements, and ratio measurements against other clocks.
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Lastly, the clock has to be characterized and all frequency shifts of the clock transition
should be measured, or estimated, and corrected. In order to do so, the parameter of
interest is varied, and we measure the corresponding frequency shift. For that a stable
reference over the time of measurements is required. Unfortunately there no sufficiently a
stable reference is variable (although our transportable Sr lattice clock was recently used
as a reference, but is still under improvement). The problem is solved by performing a
self-comparison, where the parameter of interest is varied between two values and the
difference of the frequencies between them is measured. This method does not require
an external stable reference, but relies on the short term stability of the interrogation
laser. We have used this method to measure the magic wavelength of the lattice laser,
collision shift, DC stark shift, etc. This method requires two independent servo loops.
Figure 2.5 schematically shows two independent servo loops on the same experiment (one
clock), where an experimental parameter is varied between two values, for example for
in magic wavelength measurements, the intensity of the lattice laser is varied between
two intensities (shallow and deep lattice) and the frequency difference between them is
measured.
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Chapter 3
Systematic uncertainty of the clock
The accuracy of optical clocks, based on either many neutral atoms or a single ion, has
surpassed the Cs primary frequency standards since almost a decade ago [Lud08a,Lor08].
Nowadays, optical clocks achieve two orders of magnitude better than the Cs primary
frequency standards [Nic15, Hun16]. The reasons for that is that, optical clocks operate
at a frequency about five orders of magnitude higher than cesium clocks, which make
fractional frequency shifts of optical clocks much much smaller than cesium clocks (for




). Moreover, ion clocks are
insensitive to the environments surround the ion, meaning the shift due to interaction
between the ion and the environment is small and their uncertainty will be even smaller.
In case of neutral optical lattice clocks, improving the knowledge on how the neutral atoms
like strontium atoms interact with their environment over a decade has allowed us to push
the accuracy of the neutral lattice clock beyond the Cs primary frequency standard and
to the level of ion clocks. Moreover the instability of optical lattice clock is two orders
of magnitude better than that of the Cs primary frequency standard (see next chapter),
which allows us to perform very accurate measurements of the systematic shifts of the
clock transition within very shot time. The observed frequency νobserved is always equal
to the atomic frequency ν0 plus (or minus) some additional shift δν. The additional shift
is not zero because the atom in general, and clock states in particular are not isolated
100 % from the environment surrounding the atomic sample, e.g., magnetic fields, electric
fields, temperature, laser light, etc. All these additional shifts (systematic shifts) must be
measured individually and the observed frequency needs to corrected in order to derive
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the frequency of the unperturbed transition. The correction has an uncertainty due to the
uncertainties associated with each individual correction procedure. The total uncertainty
of an atomic clocks is then derived from all relevant contributions (more details on how
we derived the uncertainties will be clear later on).
In atomic clock experiments, usually atoms (namely the clock transition) are interro-
gated at the position where they are cooled and trapped, which we call ’the MOT position’.
The atoms in the MOT position have been characterized and the systematic shifts of the
clock transition have measured individually, like AC Stark shift, collision shift, BBR shift,
etc. The MOT position is not necessary the best position for spectroscopy, thus for better
control systematic shifts, atoms are needed to move to somewhere else inside the vacuum
chamber for spectroscopy.
In this chapter I will give details on the systematic shift with their uncertainties at
the MOT position and then I will present how the BBR uncertainty has been reduced
by order of magnitude by interrogating the atoms inside a well controlled environment
(22 mm away from the MOT position) at cryogenic temperature, which we call it the
coldfinger.
3.1 MOT position
In this section, I will present all systematic shifts and their uncertainties of the clock
transition (1S0 − 3P0 ) at the MOT position. many of these shifts are well understood
and they have negligible contribution to the uncertainty budget of the clock but few of
them still limited the accuracy of the clock.
3.1.1 Introduction of BBR shift
Blackbody radiation [Gal79,Ita82] is an electromagnetic field that is created by the emis-
sion of the blackbody, where the electric field E of a Blackbody with temperature T can
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The BBR shift of the clock transition is produced due to the difference in the energy shift
of the clock states due to interact with the thermal radiation, thus the energy difference










)− 1 , (3.2)
where ∆α(ω) is the polarizability difference between the clock states, where the polariz-
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ω2ij − ω2
, (3.3)
where 〈i ‖D‖ j〉 is a reduced electric dipole matrix element between states i and j. And
ωij is the transition frequency and ω is the frequency of the BBR.
In our case, the ground state is 1S0 where the nearest electronic transition is
1P1
which is far away from the BBR spectrum, thus the polarizability of the ground state can
be considered independent of frequency (the static polarizability can be consider). The
excited state is 3P0, where the transition
3P0− 3D1 is covered by the BBR spectrum, thus
it cannot be ignored. The dynamic terms must be consider in addition to the static term.
The total energy shift can be written as [Deg05]





















where the first term in Eq. (3.4) describes the static energy shift difference of the clock
states. ∆αstatic is the static polarizability difference of the clock states and 〈E2〉 is the
mean squared value of the electric field at temperature T , which is calculated by the












The second term in Eq. (3.4) describes the dynamic shift, which includes all possible
electric-dipole transitions from state i to the states k with respective Einstein coefficients
Aki and transition frequencies are weighted by the function G(y), which is the integral of
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Atoms and ion Transition δν
ν0
Uncertainty Reference
171Yb+ 2S1/2 − 2F7/2 −70.5× 10−18 1.8× 10−18 [Hun16]
Al+ 1S0 − 3P0 −9× 10−18 6× 10−18 [Cho10]
87Sr 1S0 − 3P0 −4572.3× 10−18 1.4× 10−18 [Nic15]
171Yb 1S0 − 3P0 −2600× 10−18 1× 10−18 [Por06,Bel14]
Table 3.1: The table shows the BBR shift at room temperature for different
atoms and ions with their uncertainty.


















where x = ~ω/KBT and y = ~ωik/KBT . The total frequency shift due to BBR can be
written as following
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. (3.7)
where ∆νStatic and ∆νDynamic static and dynamic contribution and e and g are ground
and excited state of the transition of interest, in our case the 1S0 and
3P0 states. The

















T0=300 K and T is the temperature of the surround environment of the atoms.
Table 3.1 shows the BBR shift for different kinds of atoms and ions; For example,
the Al+ ion has the lowest BBR shift, this is due to the fact that the polarizabilities of
the clock transition states in presence of BBR are almost the same, thus the difference
between them is very small. The situation is different with neutral atoms, specially Sr and
Yb atoms, where the BBR shift is large because the polarizabilities of the clock transition
states in present of BBR spectrum are different, thus the difference between the clock
states is large. Figure 3.1 shows the polarizability of the clock states 1S0 and
3P0 as a
function of frequency and, additionally, the power spectral density of BBR at T = 300 K.
This has been the main disadvantage of optical clocks based on neutral atoms [Por06] but
nowadays, BBR shifts for neutral Sr and Yb atoms have been measured and characterized
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very accurately as seen in Table 3.1.
The uncertainty of the BBR shift stems from two sources; the first source is the atomic
response to the BBR (the sensitive of the atom to the BBR). The sensitivity depends on
the atomic properties. The atomic response is represented by the BBR shift coefficients
νstatic and νdynamic. In our group, my colleague Thomas Middelmann [Mid12a,Mid13] has
measured the static shift coefficient with an uncertainty below 10−18 at room temperature
by measuring the differential dc polarizability of the two clock states. This measurement
has been done in our apparatus by installing a precision capacitor and measuring the BBR
shift as a function of applied voltage to the capacitor; more details on this measurement
are found in [Mid12a, Mid13]. The dynamic shift arises from coupling to the transition
3P0 − 3D1 which is spectrally overlap with the BBR. The uncertainty of the dynamic
shift has been reduced in our group by a modeling of the dynamic shift by using new
accurate value for static shift coefficient in combination with other observables, thus the
dynamic shift uncertainty is reduced to level of 5 × 10−18 at room temperature (more
details in [Mid12a, Mid13]). Recently the dynamic shift has been measured in Jun Ye’s
group at JILA with an uncertainty of 1.4 × 10−18 by measuring the life time of the 3D1
state [Nic15].
The second part of the uncertainty stems from the BBR field itself, meaning how
accurate we measure the temperature seen by atoms. One of the difficult task is to
measure the temperature very accurately, on the level of few mK at room temperature.
Figure 3.2 shows the uncertainty of the BBR shift as a function of temperature for different
uncertainties of the temperature. The black solid lines are the uncertainties due to our
knowledge of the atomic response (both static coefficient νstatic and dynamic coefficient
νdynamic). The red solid line shows the uncertainty of the BBR shift as a function of the
temperature for 1 K uncertainty; at room temperature (300 K) this leads to uncertainty
of 7 × 10−17. At 80 K, it leads to an uncertainty of 1 × 10−18. From this it is very clear
what is the requirement to operate the system with BBR accuracy of 1× 10−18 or below;
the first option at room temperature, the requirement is to measure the temperature seen
by atoms very accurately with less than 10 mK. The second option is to operate the
system at low temperature (below 100 K). This will reduce the BBR shift itself and thus
its uncertainty as well and relax the necessity to measure the temperature very accurately
(1 K uncertainty at low temperature will be sufficient to reach BBR accuracy in level of
1× 10−18), as seen in the Figure 3.2.
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Figure 3.1: Polarizability of the clock states as a function of frequency (red
and blue lines). The green solid line shows the flux of BBR field at T= 300 K.
At low frequencies, the differential polarizability ∆α is constant over the BBR
spectrum and additional a weak transition 3P0 − 3D1 at around 115 THz.
3.1.2 Uncertainty of BBR shift in our system
At the MOT position, The largest frequency correction and uncertainty to the clock
transition is due the BBR shift. At the MOT position we can operate only at room
temperature (300 K), thus larger BBR shift has to take into account about −2.1 Hz.
For the uncertainty of the BBR shift, as I mentioned previously the atomic response
to BBR is known very well better than 2 × 10−18 at room temperature but we lack of
the temperature knowledge at the MOT position. We cannot measure the temperature
very accurately at the MOT position. We estimate the effective temperature seen by
the atoms by measuring the temperature across the entire vacuum chamber by several
PT100 temperature sensors and determining hottest and coldest points. Without further
knowledge on the thermal system, we assume a rectangular probability distribution for
the representative temperature be between hottest and coldest point. Thus, according to
BIPM’s GUM (Guide to the Expression of Uncertainty in Measurements) [GUM08], the
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Figure 3.2: Uncertainty of the BBR shift as a function of temperature for
different temperature uncertainties. The uncertainty of atomic response (static
νstatic and dynamic coefficients νdynamic) are also plotted for completeness (black
solid lines). The red solid line shows the uncertainty of the BBR shift as a
function of the temperature for 1 K uncertainty. The green solid line is shown
with uncertainty of 100 mK, and blue solid line with uncertainty of 10 mK, and
violet dash line with 1uncertainty of 1 mK of the temperature.
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Figure 3.3: This figure is shown the temperature reading of the PT100 sensors
cross the vacuum chamber during the measurements.





Additional care has been taken to avoid undesired heat sources, the Zeeman slower is water
cooled and stabilized within 0.1 K. All magnetic field coils are water cooled. Moreover
during some measurements we add 1 s dead time between the cycles (where all coils are
switch off) to reduce the heat load, adding the dead time will degraded the stability of
the clock, thus we add this dead time only during the measurements where is not required
high stable clock (for example, during the ratio measurements against 171Yb+ ion clock).
The temperature gradient between hottest and coldest points during the operation is 600
mK, as seen in Figure 3.3. Thus the BBR shift has uncertainty of 1.3 × 10−17, which is
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Figure 3.4: The residual shift of the clock transition for interleaved measure-
ments. A) shows the residual shift as function of lattice frequency with lattice
depth modulated between 71 Er and 143 Er. B) shows typical instability of the
interleaved measurements, the red solid line shows instability of 4.6× 10−16/√τ .
3.2 Other effects
During this subsection, I will discuss all other systematic shift that may shift the clock
transition from its unperturbed frequency. These systematic shifts must be measured and
corrected very accurately. Most of the systematic shifts can be measured by the clock
itself by self-comparison of the clock, i.e., using so-called interleaved stabilizations (see
2.6). I will present systematic shifts due to lattice light, DC stark, first and second-order
Zeeman, collisions, line pulling, tunneling, interrogation laser, optical path length error,
and servo error.
3.2.1 Lattice light shift
A neutral atom in presence of an electric field of the laser will polarized, which leads to
an energy shift of the state of interest, which called AC Stark shift. It can be written as
∆ν = − 1
2h
αi |E|2 (3.11)
where αi is the polarizability of the state of interest (and it can be written as the sum of
three polarizabilities, scalar, tensor and vector) and E is the amplitude of an electric field
of the laser. The AC Stark shift was a big challenge to controlled until Katori [Tak03]
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proposed the concept of a magic wavelength in 2003, where the two clock states, 1S0
and 3P0, are shifted by the same amount and thus the differential AC Stark shift due
to the laser vanishes for these states. This kind of cancellation is only valid for the first
order shift (linear dependence on laser intensity). Higher order shifts (hyperpolarizability,
quadratic-dipole transition (E2) and magnetic-dipole transition (M1)) have to be taken
into account and controlled carefully to reach an accuracy of 10−18, details on the the-
oretical calculations of the magic wavelength can be found in [Kat09, Guo10, Boy07a].
The magic wavelength is measured by the interleaved stabilization method, where the
frequency of the lattice laser is stabilized to a frequency comb which is referenced to the
H-Maser. Then the intensity of the lattice laser is modulated between two values (in our
case typically between 71 Er and 143 Er). The observed frequency shift of the differ-
ence between two stabilization sequences is recorded and the observed shift is corrected
from the residual shift due to the hyperpolarizability, collisions, tunneling and then the
corrected frequency is normalized to the average lattice intensity which atoms experi-
ence. Such measurement is repeated for different lattice frequencies to determine the zero
crossing for the first order Stark shift (due to scalar and tensor polarizabilities) as seen
in Figure 3.4. We find the magic frequency in our lattice laser is 368554465.0 (3) MHz.
3 MHz uncertainty of the magic lattice frequency causes 9× 10−18 fractional uncertainty
of the first order Stark shift due to scalar and tensor polarizabilities. This uncertainty
arises from statistical, hyperpolarizability, tunnelling and collision, which are added in
quadrature. The shift due to vector polarizability is averaged out since we interrogate
both ±9/2 mF components and the vector shift depends linearly on mF.
The correction and uncertainty of the higher order shifts (hyperpolarizability, quadratic-
dipole transition (E2) and magnetic-dipole transition (M1)) have been estimated. We
estimated the shift due to hyperpolarizability for our lattice depth, using the coefficient
from [Wes11], which is 0.45(10)µHz/E2r and the thermal average of the lattice depth of 57
Er. This leads to a shift of 4.8× 10−18 with an uncertainty of 1.8× 10−18 including 20%
uncertainty of the lattice intensity seen by atoms. Electric-quadrupole (E2) and magnetic
dipole (M1) light shifts were first discussed in [Tai08] for J = 0 to J = 0 transitions. We
follow the upper limit given in [Wes11], which gives rise to a shift is smaller than ±0.31
mHz /
√
Er. This leads to an actual uncertainty of 3.4× 10−18.
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3.2.2 DC Stark shift
DC electric fields cause a shift of the clock transition. The Sr lattice clock group in LNE-
SYRTE group found huge DC stark shift due to patch charges accumulating on the build-
up lattice’s cavity mirror [Lod12]. In our group, we found in 2013 that the magnetic field
coils of the MOT were not grounded but set to a voltage of about 21 V and between the
coils, there was a capacitor which was grounded (the capacitor was using for [Mid12a]).
The residual DC Stark shift cause by 21 V is −1.52× 10−16 measured experimentally by
interleaved stabilization between 21 V and 0 V applied to the coils, this shift had to be
taken into account in a previous absolute frequency measurement [Fal14]. The problem
is solved by setting the MOT coils to GND potential. We have measured if there is any
residual DC Stark shift by applying deliberate electric potential to the electrodes near the
atomic sample (MOT coils, capacitor, other electrode) and measuring the influence on
the clock transition as a function of the applied potential. We have observed a parabolic
dependence, since the DC Stark shift is proportional to the square of the electric field.
The projection of the remaining stray electric field is determined by the offset of the
parabola from zero applied electric potential. In order to estimate the absolute value
of the remaining stray field, we have measured the projection of the remaining stray
field at three different configurations by the electrodes near the atomic sample and the
angle between them must be determined. To determine the angle between them, we have
measured three other projections while applying a known electric field with one of the
other two electrodes (for example, one of these measurements is done by applying 20 V
on the capacitor and measuring the influence on the clock transition as a function of the
applied potential on the MOT coils) and comparing the applied field strength with the
observed projection of this field. The residual electric field is found to be 15.8(22) Vm−1,
this field is due to a voltage difference of 0.7 V between the MOT coils which caused by
a protection diode in the electrical connection between them. The residual shift is very
small (negligible) and has uncertainty of 3× 10−19.
3.2.3 First and second-order Zeeman shift
The energy of the atomic level changes in presence of a magnetic field [Lur62]. The shift
depends on the properties of the atomic structure, namely the Lande´ factor of the states.
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In case of the first order Zeeman shift, if the Lande´ factors of the clock states are equal,
then there is no first order Zeeman shift on the clock transition (like in the case of pure
LS states). Unfortunately, our clock states have different Lande´ factors due to hyperfine
mixing of the upper state [Boy07c], thus the linear Zeeman shift has be taken into account.
The first order shift can be written,
∆
(1)
B = δgµBmFB/h, (3.12)
where δg is the difference between the Lande´ factors of clock states, µB is the Bohr
magneton, mF the magnetic sublevel of the clock states, B the magnetic field and h
Planck’s constant. The first-order Zeeman shift is averaged out in our case since we
stabilized our clock to the average frequency of the ∆mF= 0 Zeeman transitions from
levels ±9/2 mF, where the first-order Zeeman shift for magnetic sublevels ±9/2 mF with
present of a homogenous magnetic field is equal but opposite sign and taking the average
of the two such transition (±9/2 mF) gives an effective transition frequency which has no
first-order Zeeman shift.
For the second-order Zeeman shift, using a homogenous magnetic field during the
spectroscopy will introduces a second-order Zeeman shift which is cannot be removed as
in first-order Zeeman shift. The second-order Zeeman shift arises from levels splitting in
energy due to the fine-structure splitting, the second-order Zeeman shift is dominated by
the interaction of the 3P0 and







2 = aB2. (3.13)
Where α is the coupling coefficient between 1P1 and
3P1 states due to the spin-orbit
coupling. (ν(3P1) − ν(3P0)) is the frequency difference between the 3P0 and 3P1 states.
The quadratic coefficient (a) has been measured in the same way as previous measurement
[Fal11] with better accuracy, the quadratic coefficient is found to be a = 0.228(2)Hz/G2
which has good agreement with other group [Boy07c,Wes10a]. During the clock operation,
a bias magnetic field is applied (few tens of µT ). The bias magnetic field split the mF ±
9/2 components by 240 Hz, the splitting tells us how much magnetic field is experienced
by the atoms. From the splitting and the quadratic coefficient we have calculated the
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Interactions between cold atoms can cause an additional shift. This collision shift has
been measured in our system by an interleaved stabilization, one running at low atom
number and the second with high atoms number which is done by using different loading
time of the blue MOT. Finally. We have varied atom number by factor of 10 between low
and high atom number. The frequency difference between them has been measured and
there is not a significant shift is observed, the observed frequency shift is consistent with
zero with uncertainty of 0.8× 10−18.
Background gas collision shift
Remaining background gas atoms in the main vacuum chamber could cause an additional
shift to the clock transition. This shift has to take into account during the evaluation of the
uncertainty budget of the clock. The background gas collision shift has been calculated in
our group in [Fal14]. It has been re-calculated (similar way as in [Fal14], by using Eq.(3)
in [Gib13] but without applying the approximation which has been used in [Gib13] for
∆C) for new evaluation of the clock, taking into account new vacuum pressure for our
chamber (new lattice life time) and the dispersion coefficients C6 between the background
gases like (H, He, H2, Sr, and Xe) and clock states, which is listed in table 3.2. From this
calculation, we put an upper limit of the background gases fractional frequency shift to
be 0(4)× 10−18.
3.2.5 Line pulling shift
We use spin-polarized atoms to probe the clock transition, namely mF = ±9/2 87Sr
atoms. The line pulling is arise due to: First, there may be residual atoms in mF =
±7/2 and it can be off-resonantly excited, which leads to an asymmetry of the observed
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atom and molecules C6 (au) for







Table 3.2: Some of the dispersion coefficients C6 between some background
gases and the clock states from [Mit10].
clock transition line and causes shift of the observed line center. The population of the
3P0,mF = 7/2− 1S0,mF = 7/2 transition is measured experimentally, which is less than
5% and the splitting between magnetic sublevlel is known, thus the line pulling shift is
determined.
Second: Line pulling may also arise due to imperfect polarization of the clock laser.
If it is not exactly parallel to the quantization axis, e.g., due to birefringence of the view-
ports, or a tilt of the polarization axis. The resulting pi-polarized light will couple not
only 3P0,mF = 9/2−1S0,mF = 9/2 transition, but also the 3P0,mF = 9/2−1S0,mF = 7/2
transition. The 3P0,mF = 9/2− 1S0,mF = 7/2 transition is expected to be 45 Hz higher
than the 3P0,mF = 9/2 − 1S0,mF = 9/2 transition (depends on the experimental pa-
rameters). We have measured the population of this transition by performing several
high-resolution scans cross the transition and thus upper limit of a fractional power in
the σ-polarization is derived to be less than 10%. Then the time-dependent Schro¨dinger
equation of the the three state system is integrated and an upper limit for the line pulling
is derived. We put an upper limit of the total line pulling shift to be 0(1)× 10−19.
3.2.6 Tunneling shift
Atoms in a periodicity of the trapping potential are subject for tunneling from site to
site [Lem05]. The clock transition can be shifted from the atomic transition frequency by
order of the bandwidth, when clock transition is probed, the transition frequency shift
is depended on the bandwidth and qusimonetum q (with a period of 2k). Moreover, the
finite bandwidth of the vibrational states causing a line broadening. Both of these effects
depend on the amount of the bandwidth ( for example, for a horizontal lattice with depth
of 80 Er, the bandwidth of the lowest vibrational states are 13 mHz and 826 mHz), thus,
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it is important to reduce the bandwidth and to keep the atoms in the lowest vibration
state.
Our lattice trap, we avoid the population with ν > 0 by the filtering procedure, where
the lattice depth ramps down for 40 ms from 73 Er to 40 Er to allowing hottest atoms
with ν > 0 leave the trap and then the lattice depth ramp back to 73 Er. The population
of the vibrational states have been measured experimentally by sideband spectra; 4% of
the atoms were found in the first axially excited state and zero population was found in
the second state. Moreover, our lattice trap is nearly horizontal with a tilt of θ = 0.12(5)◦,
which causes an energy difference between neighboring sites of 2.4 Hz, thus reducing the
bandwidth according to [Sia08]. We estimated the fractional frequency shift due to the
tunneling to be 2× 10−18, which is added as an uncertainty only.
3.2.7 Interrogation laser shift
The interrogation laser light may introduce a frequency shift of the clock transition by
coupling to other excited states when atoms interact with the interrogation light. Our
new interrogation laser [Ha¨f15b] allows us to interrogate the atoms for as long as 640 ms
and thus with very little power in the nW range. We have determined the frequency shift
caused by the interrogation laser by measuring the light intensity and using the coefficient
-13(2) Hz(Wcm−2)−1 from [Hai07], we found the frequency shift due to the interrogation
laser is less than 1× 10−19, which is added as uncertainty only.
3.2.8 Optical path length error shift
In our system, the interrogation laser is 12 m away from the atoms. The interrogation
light is transferred via a single mode (polarization maintaining) fiber. Since any changes
of the optical path length due to vibration of the lattice mirror or AOM chirp can cause
a frequency shift. The optical path length has to stabilized. One advantage of the
lattice clock is that the atoms have a fixed distance to the mirror that used to produce
the standing wave of the lattice trap, this mirror can be used as a reference for optical
length stabilization. This technique has been investigated in detail in our group [Fal12].
Based on the current experimental parameters (especially the longer clock pulse), the
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uncertainty contribution of the optical path length stabilization is 1 × 10−19, which is
added as uncertainty only.
3.2.9 Servo error shift
The interrogation laser is referenced to an external cavity for pre-stabilization. The drift
of the cavity due to aging causes an undesired frequency shift of the clock transition. This
shift has to taken into account. The cavity drift is removed by drift compensation using
a sweep AOM frequency. The drift cavity is changed by βνerr/τcycle, where β is the drift
cavity gain, νerr is the frequency offset, and τcycle is the cycle time. The time constant for








for(G >> β), (3.14)
where G is the lock gain, in our system, the cycle time τcycle = 4 ∗ 1.18 s, G = 0.5, and
β = 0.02, which lead to time constant of 118 s. The frequency servo error ν(servo err), for
a cavity due to a residual change of the drift rate ν¨cav, is determined by assuming that
the correction of the drift rate is equal to the change in the cavity drift within lock cycle








The servo error ν(servo err) is calculated, for the new interrogation laser, which is stabilized
to a 48 cm long ULE cavity that has a ν¨cav = 2 × 10−7 Hz/s2, to be zero with an upper
limit uncertainty of 1.7× 10−18.
3.3 Summary
The Table 3.3 shows the uncertainty budget at the MOT position for last two evaluations
2012, 2015. The systematic uncertainty has been improved in 2015 by more than factor
of two comparing with that in 2012 due to following; first the uncertainty due to BBR
shift has been reduced by reducing the temperature gradient from 1.78 K (2012) to 600
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MOT position (2012) MOT position (2015)
Effect Correction (10−18) Uncertainty (10−18) Correction (10−18) Uncertainty (10−18)
BBR shift 4924 36 4929 12.8
BBR oven 16 12 9.4 9.4
lattice scalar and tensor 0 9 -7 9
lattice E2/M1 0 6 0 3.4
hyperpolarisability -5 2 -4.8 1.8
second-order Zeeman -32 1.3 -32 1.3
cold collisions 0 5 0 0.8
background gas collisions 1.5 1.5 0 4
tunneling 0 1 0 2
line pulling 0 0.3 0 2
interrogation laser 0 1 0 0.1
optical path length error 0 0.8 0 0.1
servo error 0 0.3 0 1.7
dc Stark shift 152 33 0 0.3
total 5120 52 4894.6 19.1
Table 3.3: Total uncertainty budget for MOT position for evaluations 2012, and
2015. All systematic frequency shifts are listed here with their uncertainties.
mK (2015) (see section 3.1.2 for more details). The second, we found, during the abso-
lute frequency measurement in 2012 that the magnetic field coils of the MOT were not
grounded but set to a voltage of about 21 V and between the coils, which caused a DC
Stark shift of −1.52 × 10−16 with uncertainty of 3.3 × 10−17. The problem is solved by
setting the MOT coils to GND potential, thus suppress the DC Stark shift to 0(3)×10−19
(more details in section 3.2.2).
The evaluation of 2015 shows that, the uncertainty due to the BBR shift is still the
largest one, limited by the uncertainty of the temperature seen by atoms. In order to
suppress the uncertainty of the BBR shift further, The temperature seen by atoms has to
measure accurately by more than factor of ten better at room temperate or operate the
clock at cryogenic temperature. Unfortunately both of these options are impossible in
the MOT position. In order to overcome this problem, we designed a control temperature
environment (we call it ’cold finger’) and installed it close to (22 mm away) the MOT
position, where the atoms can be transport and interrogate inside the cold finger, more
details on the cold finger in the next section.
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Figure 3.5: Schematic view of the cold finger inside the vacuum chamber,
between the magnetic field coils and 22 mm away from MOT position.
3.4 Cold Finger
In this section I will give more details on how we reduced the uncertainty of the BBR shift,
namely the temperature uncertainty. As you see from Figure 3.2, in order to suppress the
temperature uncertainty to the 1 × 10−18 level there are two options; either to measure
the temperature seen by atoms very accurately within the 10 mK at room temperature or
to cool down the environment around the atomic sample to cryogenic temperature. We
designed a homogenous temperature environment (we call it ’cold finger’) and it installed
into vacuum chamber close to the MOT position. The cold finger allows us to determine
the temperature seen by atoms at room temperature by factor of ten better compared to
the MOT position. The cold finger can be also operated at liquid nitrogen temperature




The cold finger is designed to have well control temperature environment and to have the
possibility to interrogate the atoms inside the cold finger while the cold finger at room
temperature or cryogenic temperature. The cold finger is made from a copper (which
has high thermal conductivity) to create a homogenous temperature distribution around
the atomic sample and also the copper has zero emissivity (ideally), thus reducing the
thermal exchange between the cold finger and the outside environment. Moreover, the
atoms inside the cold finger should be isolated from seeing the BBR from the outside, thus
the cold finger has only two orifices, which make the cold finger not suitable to be placed
at the MOT position because it provides no access for beams for cooling and detection,
etc., thus the cold finger is located 22 mm away from the MOT position. The atoms
have to transport from the MOT position into the cold finger, details on the transporting
atom see 3.4.3. The atoms are first cooled and trapped at the MOT position, then moved
to inside the cold finger for interrogation and then moved back to the MOT position
for detection. Figure 3.5 shows a simplified schematic view of the cold finger inside the
vacuum chamber.
The cold finger has the shape of a hollow cylindrical tube with a length of 83 mm, an
outer diameter of 32 mm, and an inner diameter of 12.9 mm. Inside the tube there is a
graphite tube, to provide a black surface seen by atoms to reduce indirect effects due to
BBR entering from outside, with a length of 50 mm, an outer diameter of 12.7 mm and
an inner diameter of 9.5 mm. The tip of cold finger has an orifice 0.5 mm diameter. The
second orifice is from the back, which is is blocked by a BK7 glass window to suppress
the BBR and allows lattice and interrogation lasers to pass through, Figure 3.6 shows
the parts of the cold finger. The 1-D lattice laser beam passes through the cold finger
via the orifice and reflect back by retro-reflection mirror at the second end of the vacuum
chamber. Figure 3.7 shown the cold finger after assemble.
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Figure 3.6: This figure shows the cold finger parts before they are assembled.
(1) is the core of cold finger, (2) is the graphite tube which is inserted inside
cold finger as seen in (8). (3) the mounts holding a BK7 window between them
at Brewster’s angle, which are themselves clamped down by a threaded ring (4).
(5) is an other copper tube connected to the cold finger via (9) to extend the cold
finger to reach a view port of the vacuum chamber. (6) is a steel mount, which
connects the entire cold finger to an external view port seen in (10). (11) shows
the physical contact between the cold finger and an LN2 tank via a copper rod.
The flexible tube (3) is used to suppress any stress or expansion on the contact







Figure 3.7: Cold finger after assembling all parts, (1) shows the Pt100 temper-
ature sensors glued to the surface of cold finger. (2) shows the cold finger end is
fixed to the viewport which has a flexible tube used for optimizing the orienta-
tion of cold finger. (3) is an additional flexible tube which is used to reduce any
stress on the area where the cold finger is connected with the cold head of the
LN2 tank. (4) is the LN2 tank, which has direct physical contact with the cold
finger via a copper rod.
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3.4.2 Residual BBR leakage
As I mentioned in the beginning of this section, the atoms inside the cold finger have to
be isolated from outside world to avoid any BBR field may entering the cold finger. The
cold finger has two orifices, one at the tip of the cold finger. The second at the back
which is blocked by a BK7 glass window to suppress the transmission of the BBR from
the outside. This means we have to take into account possible BBR which may entering
from those orifices.
Tip of the cold finger
The atoms inside the cold finger experience an additional BBR shift due to BBR entering
from the orifice. This shift has two contributions: the first one is due to BBR which seen
by the atoms directly. This shift can be estimated as following
∆ν
(dir)
BBR = Ω× νBBR(T ). (3.16)









Here r is the radius of the orifice and R is the distance between it and the position of the
atoms inside the cold finger, typically R = 15 mm in our setup. The second contribution
is due to reflection of BBR at room temperature which may enter from the orifice and
hit the atoms after some reflection process on the inner wall of the cold finger. In order
to estimate the shift, We assume for simplicity the cold finger to be a sphere with radius
R [Mid11] and the orifice radius r. We assume that the BBR entering the cold finger via
the orifice is isotropically from all directions, thus neglecting any effects of a finite size of
the orifice. The inner wall has a spectral absorption coefficient a(ν). We consider also
that the energy density inside the cold finger is spatially homogeneous and the total flux
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entering into the cold finger is equal to the total flux out of the cold finger. The incoming





ρ(TRT , ν) is the spectral density of the BBR at room temperature, which can be written
as




ehν/kBTRT − 1 . (3.19)
The flux density of the BBR field emitted from the inner surface of the cold finger can be
written as
JLN(ν) =
pi(4R2 − r2)a(ν)cρ(TLN , ν)
4
. (3.20)
Where, a(ν) is the absorption coefficient of the inner surface. The flux density which is
absorbed by the inner surface of the cold finger is
Jabs(ν) = −pi(4R
2 − r2)a(ν)cρcoldfinger(T, ν)
4
. (3.21)
Finally, the flux density that leaks out of the cold finger can be written as




where c is the speed of light. The spectral density inside the cold finger can be estimated
by assuming the total density flux that enters into the cold finger is same as the total
density flux that leaves the cold finger, the system is in equilibrium situation, when the
sum of Eqs.(3.18),(3.20),(3.21),(3.22) is equal to zero. Thus we can write the spectral
density ρcoldfinger inside the cold finger as
ρcoldfinger(ν) =
(4R2 − r2)a(ν)ρ(TLN , ν) + r2ρ(TRT , ν)
(4R2 − r2)a(ν) + r2 . (3.23)
By using the Eq. 3.23 and integrating over the BBR spectrum inside the cold finger, the
indirect BBR shift is calculated. Figure 3.9 shows the direct and indirect BBR shifts
inside the cold finger. As you see, both are proportional to the orifice radius and for 0.25
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Figure 3.8: Sketch of the model used to estimate the effect of BBR leaking in
from outside. We model the cold finger as a sphere and the atom at position 15
mm away from the orifice. The inner surface of the sphere is made of graphite
which has a high absorption coefficient of 90%.
mm radius the total shift is very small, below 5×10−19 fractional shift. The shift is taken
as an upper limit for the uncertainty, when the clock operate inside the cold finger.
Back of the cold finger
As I mentioned at the beginning in this section, the cold finger has a second opening port
in the back to allow the lattice laser to pass through the cold finger and be reflected back
as well as to send the interrogation laser beam to the atoms. The BBR entering through
this orifice, has to take into account. This orifice is much large 10 mm diameter compared
to that in the tip of the cold finger. The BBR shift arising due to this orifice according to
Eq.(3.16) is on the level of 10−16, which is a lot and has to be suppressed. We used BK7
glass in the back of the cold finger (see Figure 3.5) to suppress the transmission of the
BBR and without disturbing lattice and interrogation lasers. The transmission of light




where R is the reflection from the surface of the BK7 window, α is the absorption co-
efficient and d is the thickness of the BK7 window. Assuming that there is negligible
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Figure 3.9: Residual BBR shift inside the cold finger due to BBR at room
temperature entering through the orifice of the cold finger as a function of the
orifice radius. Black triangles represent the direct BBR shift assuming atoms 15
mm inside the cold finger. Red circles represent the indirect BBR shift based on
the model presented in the main text.
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Figure 3.10: Transmittance of BK7 glass as a function of wavelength for dif-
ferent BK7 thicknesses. Red line for BK7 thickness 0.2 mm. Green line for BK7
thickness 2 mm and Blue line for BK7 thickness 3.2 mm. The transmittance
is well below 10 % over all the BBR frequency range but above 80 THz the
transmittance of BK7 starts to increase clearly for a thickness 3.2 mm.
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reflection from the surface of the BB7 window (R = 0) to obtain upper limit, we can
re-write Eq.(3.24) as
T = e−αd. (3.25)
The absorption coefficient α of BK7 to the power spectrum of BBR, is important to
determine, which thickness d we need to suppress the BBR shift to below 10−18. We have
used different sources to determine the absorption coefficient of BK7 in different frequency
range, as following;
• Frequency range (f ≤ 1.3 THz): The absorption coefficient used from the results
reported by [Naf07].
• Frequency range (1.3 THz ≤ f ≤119 THz), PTB-Berlin (AG 7.32) has kindly mea-
sured the transmittance of BK7 for different thickness, as seen in figure 3.10.
• High frequencies ≥ 119 THz are covered by SCHOTT company (www.schott.com).
The Schott datasheet specifies the transmittance of BK7, and the absorption coef-
ficients have been derived.
By combining all absorption coefficients to cover the entire spectral range relevant for
the room-temperature BBR, the transmittance of BK7 has been calculated for different
thicknesses. To calculate how much BBR leaks through the BK7 window at the back of
the cold finger, we again modeled the cold finger as a sphere with 20 mm radius (as an
upper limit, the atom position inside cold finger is 30 to 35 mm away from back orifice).
The BBR shift has been calculated for different BK7 window thickness as you see in
figure 3.11. The BBR shift is suppressed to level of about 1×10−19 by using BK7 window
thickness 3 mm. Thus the suppression will better if one increase the thickness of the BK7
window (see in Figure 3.11 for 10 mm). We decided to use 3 mm BK7 window. We also
calculate the dynamic BBR shift at 115 THz, which is found to be very small, well below
the 1× 10−20 level, so it is negligible.
3.4.3 Characterization
In this subsection, I will give more details on the characterization of the cold finger,
including temperature gradients of the cold finger, how to move atoms form the MOT
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Figure 3.11: Spectral density of BBR as a function of frequency for different
BK7 thicknesses. The black line normal spectrum of the BBR (full transmission).
The red (green, blue) lines depicts the spectral density of the BBR at room-
temperature transmitted through a BK7 window with a thickness of 3 mm (6
mm, 10 mm).
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position to the cold finger position, the temperature of the atoms inside the cold finger,
and sideband measurements.
Installing the cold finger
After assembling the cold finger shown in Figure 3.7, it was installed first in a test chamber.
It was baked at 160 ◦C, limited by the maximum allowed temperature of some viewports
and pumped down to 3×10−10 mbar. The baking lasted for more than one week. We tested
the Pt100 temperature sensors on the cold finger by cooling it down to liquid nitrogen
temperature to see how Pt100 sensors response. Figure 3.12 shows the temperature
readings of the two Pt100 sensors on the cold finger, as it is cooled down to 86 K within
only one hour with a time constant of about 30 minutes (determined from an exponential
fit of an exponent decay). It stays at low temperature for 3–4 hours with one filling of
the liquid nitrogen in the LN2 tank. When we let the cold finger warm up, it heated up
very slowly within 24 hours with a time constant of 7 hours. In this test, the cold finger
showed premising results.
The test chamber with the cold finger was moved close to our main chamber. To
install the cold finger in the main chamber, the main chamber was vented with Argon
and the cold finger installed in the main chamber (we replaced the cold finger in the
position of the capacitor which had been used in previous work [Mid12a]). We baked
the main chamber to 60 ◦C and it was pumped for several weeks. After that, the main
chamber pressure had returned to normal condition. Figure 3.13 shows the cold finger
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Figure 3.12: Temperature of cold finger over time, from 296 K to liquid nitrogen
temperature (A) and returning back from liquid nitrogen temperature to 296
K, which takes about one day to return to room temperature (B). The dot
points is the reading of Pt100 sensors and the red line is a fit of the function
y(t) = y0 + Ae
t−t0
tc , where the time constant tc of 30 min for the case A and 7
hours for the case B.
Cold ﬁnger Blue MOT
22 mm
Figure 3.13: A photograph of the cold finger installed in the main chamber
together with a blue MOT of the 87Sr atoms.
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MOT position
cold ﬁnger position
Figure 3.14: Schematic of the translation of the optical lattice setup. The
translation stages on both sides move simultaneously to move the atomic sample
from the MOT position to the cold finger for spectroscopy and then it move back
to the MOT position for detection.
Translation stages
The cold finger tip is 22 mm away from the MOT position, and the atomic sample has
to be moved from there into the cold finger for spectroscopy. We use the same setup
developed by Thomas Middelmann [Mid12b] to move the atomic sample into the cold
finger, I will summarize it here very briefly. In order to move the atomic sample into the
cold finger, all optics of the lattice trap have to move from the MOT position into the cold
finger position simultaneously with air-bearing translation stages. The lattice optics are
mounted on two air-bearing translation stages, as in Figure 3.14, thus the atomic sample
can be move over long distance up to 10 cm within 200 to 400 ms with only minimal
changes of their alignment. The motion profile of the translation stages is selected as a







where amax is the maximum acceleration of the translation stages usually 10 m/s
2, tramp
is the duration of the acceleration. The trajectory is selected to be as in figure 3.15
with a transport distance about 45 mm within 350 ms. The translation stages have been
optimized together with the cold finger’s alignment to have the lattice laser pass through
the orifice of the cold finger to have maximum power pass through the cold finger and be
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Figure 3.15: Typical trajectory of the translation stages. The translation stages
move by a distance of 50 mm distance within 250 ms at a peak velocity of 300
m/s2. The stages started and stopped using the same profile for acceleration and
deceleration adapted from [Mid12b].
Trap lifetime
After optimizing the reflection power of the lattice laser during the motion, the 87Sr atoms
have been transported by 45 mm from MOT position to the cold finger position within
350 ms. The atom loss during the transporting is about 10 %.
The lifetime of the atoms has been measured in the cold finger. To determine the
lifetime in the trap, we have measured the remaining population after storing the atoms in
the cold finger for different durations. Figure 3.16 shows the decay of the atoms from the
trap in the cold finger. The lifetime has been determined under two conditions; once when
the cold finger was at room temperature, and the second time at cryogenic temperature.
Both measurements show almost the same lifetime, 1.7 s and 2.1 s, respectively.
Compensation magnetic field
At the position of the atoms inside the cold finger the residual magnetic field can be
completely different from that at the MOT position. The residual magnetic field needs to
be compensated along all three axes, to reducing the splitting between the mF = ±9/2
components, thus minimizing the second-order Zeeman shift. The coils which are used
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Figure 3.16: Fraction of the initial atom number remaining in the trap as a
function of holding time. A) the cold finger was at room temperature 294 K, the
life time was 1.7 s. B) The cold finger was at 86 K, the life time was 2.1 s.
to compensate residual magnetic fields in the MOT position have been used for the cold
finger as well. As we found a large change of the residual magnetic field along the x-axis.
Figure 3.17 shows the splitting of the clock transition (mF = +9/2) component as a
function of the current applied to the coils in x and y directions.
Sideband and atom temperature
Further characterization of the lattice trap inside the cold finger, including the lattice
depth and the atomic temperature, requires measuring the sideband spectra [Win79] in
the lattices. The axial sidebands are recorded after transporting the atoms from the
MOT position to the cold finger position, and also without transport at MOT position
for comparison. From these measurements we found that the potential depth at the
cold finger position is similar to that at the MOT position Figure (3.18). We can infer
the potential depth from the axial trapping frequency. The temperature of the atomic
sample has also been determined from the sideband spectra (red and blue sideband) and
the analysis is done according to the model developed in [Bla09]. At the cold finger
position, the temperature of the atoms has been 0.8 µK axial temperature and 1.6 µK
radial temperature, which is close to the temperature at the MOT position (0.3 µK and
1.6 µK axial and radial temperature respectively). The temperature in the axial direction
is a bit higher due to some shaking of the stage.
52
3.4. COLD FINGER
































Y  c u r r e n t  ( A )
A
Figure 3.17: Splitting squared of the clock transition with mF = +9/2 com-
ponent from plotted as a function of the current applied to the compensation
coils along the x, and y axes. The data is well described by a parabola fit. A)
Applied current was on the X-axis coils, which was the largest residual magnetic
field, the best value of the current was 4.45 A. B) Applied current was on the
Y-xis coils, best current value was 2.55 A. During the measurements, the bias
magnetic field (few tens of µT) is applied for quantization axis. The splitting
between the mF = ±9/2 components is found to be 180 Hz.
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Figure 3.18: Axial sideband spectrum and the carrier. Black solid line: at the
MOT position with no transporting. Red solid line: at the cold finger position.
The axial frequency of the trap ≈ 75 kHz is the same at the MOT and cold finger
positions.
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Figure 3.19: Frequency difference between clock operation at MOT and cold
finger positions over time. The measurement start with both positions at room
temperature and then the cold finger start to cool down. As you see the frequency
shift due to BBR shift starts to be clear once the cold finger cools down. The
red line is the expectation value for the difference of BBR shift between MOT
and cold finger position according to Eq. 3.8.
3.4.4 BBR shift measurements
During this subsection, I will present the BBR shift measurements in the cold finger
position. The 87Sr lattice clock was operating at the cold finger position while the cold
finger was at room temperature and cryogenic temperature to measure how the shift of
the clock transition is temperature dependence, according to BBR shift equation (3.8).
In order to measure this shift a stable reference clock is required. The MOT position was
used as a reference by doing a self-comparison (Sr1 vs Sr1) by operating two interleaved
stabilizations, one at the cold finger position and the second at the reference position (the
MOT position). The second option is to use the transportable 87Sr lattice clock (Sr2) of
our group as a reference. We have used both references for better understanding the 87Sr
lattice clock at the cold finger, as it will be clear during this subsection.
The MOT position as a reference
The MOT position has been used as a reference to measure the BBR shift of the 1S0− 3P0
transition of 87Sr atoms by interrogating them in interleaved stabilizations: The first
54
3.4. COLD FINGER
stabilization cycle probes the atoms at the MOT position and the second stabilization
cycle at the cold finger position. The correction from atomic reference to the clock laser is
recorded for both stabilizations and the difference in frequency between them is due to the
BBR shift. We started the measurement when the cold finger was at room temperature
and after that the cold finger start to cool down while the measurements was running to
monitor online the shift during the cooling of the cold finger. Figure 3.19 shows the result
and the expectation value of the difference of BBR shifts between MOT and cold finger
positions represented by the red solid line, which is calculated according to Eq.( 3.8), as
you see once the cold finger start to cool the difference shift between MOT and cold finger
positions is increased and it follows the expected dependence. We have noticed that there
is small frequency offset between the MOT and cold finger positions as you may see it in
the Figure 3.19, where the expectation does not mach perfectly the result. The fractional
frequency offset is 9×10−17. There are several reasons that can cause this frequency offset
as,
• Residual DC Stark shift, magic wavelength of the lattice laser, second-order Zeeman
shift.
• Residual motion of the atoms in the lattice: It can be arise due to the shaking of the
translation stage during and after the transport from the MOT to the cold finger
positions and can cause a Doppler shift.
• The effective temperature seen by the atoms at the MOT position may change when
the cold finger is cooled down (the cold finger is only 22 mm away from the MOT
position and has a finite emissivity).
The residual DC Stark shift has been checked by operating the clock inside the cold
finger at different positions and we did not observed a significant frequency shift. The
magic wavelength of the lattice laser was 2 MHz different between the MOT and cold
finger positions during the BBR measurement, which caused a fractional shift less than
1 × 10−17. The second-order Zeeman shift is different between the MOT and cold finger
positions by 1.2× 10−17 because they have different magnetic field. Now I will give more
details on the other points which are listed above.
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Figure 3.20: The shaking of the translation stage after arrival at the final
position. The shaking is detected by the motion control of the translation stages.
The shaking amplitude is less than 300 nm.
Residual Motion
We have noticed that, when we move the atomic sample from the MOT to the cold finger
positions, the air bearing translation stages were shaking after reach the final position, as
seen in (Figure 3.20). The shaking oscillates at a frequency of 57 Hz (about 17 ms period)
with a damping constant of several hundreds milliseconds. If this shaking is purelly in axial
direction of the lattice, we expected that it produces no frequency shift (Doppler shift)
since we used fiber length stabilization during the interrogation time to stabilize optical
length from the interrogation laser to the atom position. We have checked the inloop
error signal of the fiber length stabilization (Figure 3.21) with motion (at the cold finger)
and without motion (at the MOT position). Both signals show similar characteristics,
the phase is stabilized within 0.1 ms and there is no oscillation with 17 ms periods is
observed. From this we would not expect a Doppler shift along the interrogation laser.
But, the atoms could move nearly vertical or with angle with respect to the interrogation
beam due to the shaking. This scenario is possible since the lattice optics are mounted
on the translation stages (the income lattice beam is mounted on the first stage and the
retro-reflection mirror is mounted on the second stage). Once the stages are shaking, this
will moves the focus of the lattice beam up and down, thus the atomic sample with it. We
have recorded the retro-reflection power of the lattice beam without intensity stabilization
(the power which reflects from the retro-reflection mirror into fiber). We have seen a clear
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Figure 3.21: Behavior of the fiber length stabilization when the interrogation
light is on at 0 ms. The signal is a dc signal, which is generated by mixing down
the inloop beat. Upper: at the MOT position without motion. Bottom: at the
cold finger position with motion.
power oscillation when we move the stage to the cold finger position. This oscillation with
a period of about 14 ms as shown in (Figure 3.22). This motion is not compensated by
the fiber length stabilization, thus has to be taken into account.
We have measured how much residual shift of the clock transition due to a residual
motion by probing the clock transition at different points on the oscillation profile of the
residual motion. In order to do so we have used interleaved stabilizations, both cycles are
at cold finger position and both cycles have same cycle time but we shift one with respect
to other. The measurement is repeated for different delay time between the cycles to
detect the oscillation profile. We have seen clear a sine wave behavior of the residual shift
of the clock transition. This means that the residual shift will average out if the clock
pulse duration is chosen in such a way as to cover an integer number of periods of the
oscillation and the residual shift will be maximum if the clock pulse duration is stopped
at a half-integer multiple of periods of the oscillation. The measurements is repeated with
different clock pulse duration to see how much the amplitude of the oscillation is vary
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Figure 3.22: Retro-reflection power of the lattice laser while the translation
stages move from the MOT to the cold finger positions. The red solid line is a
sin wave fit with a period of 14 ms.
with the clock pulse duration as shown in (Figure 3.23), where the fit function is used as
















where t is the delay time between cycles, y0 is an offset frequency, a0 is the prefactor
of the amplitude A, where A is clock pulse duration tpulse dependence. w is the oscillation
period, t0 is a phase offset. Five measurements have been done with different clock pulse
durations as seen in Figure 3.23 together with the fit function (Eq .3.27). From the fit
function, we have determined the oscillation period w of 17.5 ms (0.0268) and prefactor
a0 = 2.64 × 10−14 ± 4.53 × 10−15. After determining the w, and a0, the amplitude of
the Doppler shift can be calculated as a function of the clock pulse duration as seen in
(Figure 3.24). The maximum Doppler shift due to shaking of the stages is 24 mHz (or
5.5× 10−17 fraction shift) with statistical uncertainty of 8× 10−18. This shift has to takes
into account to explain partially the offset frequency, which has been seen in (Figure 3.19).
In next subsection, I will give details on other effects may explain the rest of the shift,











































































































































Figure 3.23: Fractional frequency shift between interleaved stabilizations as a
function of the delay time for different lengths of the clock pulse (both stabiliza-
tions are probing the clock transition at the cold finger position). The red solid
lines are the fit function (Eq. 3.27).
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Figure 3.24: Amplitude of the residual shift as a function of the clock pulse
duration. The amplitude is determined by using the function of a0
∣∣∣∣sin pitpulsewtpulse
∣∣∣∣,
where a0 = 2.64× 10−14, w is the period of the oscillation which is 17.5 ms. The
black points are indicated, where we performed the measurements. The green
dashed line is the uncertainty of the measurements, which is calculated by using
error propagation, the uncertainty of the Doppler shift is 8 × 10−18, which is
limited by the uncertainty of the w and a0.
60
3.4. COLD FINGER
Emissivity of the cold finger
The temperature sensors on the cold finger have been shown that the coldest temperature
can be reached is about 86 K instead of 77 K, when the cold finger is cooled with Liquid
nitrogen. The temperature difference could be due to the emissivity of the cold finger
is high, or the cold finger has a thermal contact to the environment, or both. The
surface of cold finger (made of copper) has been polished and cleaned to achieve very low
emissivity, but while assembling the cold finger, it was on air for about one hour, which
may have caused an oxide to form on the surface of the cold finger, thus increasing its
emissivity, if the emissivity is still low or not, this will be clear when I discuss the thermal
contact (next) and the measurement we did at the MOT position while the cold finger
at cryogenic temperature and room temperature, to check if atoms at the MOT position
may experience a different effective temperature when the coldfinger is cooled (in the next
subsection).
The heat flux (Q) from the environment to the coldfinger has to be taken into account,
especially from the back of the coldfinger, where the coldfinger has thermal contact with
the main chamber at room temperature. In order to estimate the heat flux to the cold
finger, the thermal resistance R of its contact to the environment has to estimate, we







where T is the temperature of cold finger, T0 temperature of the chamber, and κ = C ·m,
where C the heat capacity of the cold finger which is about 385 J/kg · K and m is the
cold finger’s mass, which is 1.76 kg. The solution of Eq.(3.28) is
T (t) = T0 + Ae
t/tc , (3.29)
where tc = R · C · m, which is the time constant. The coldfinger has been shown a
behavior as Eq.(3.29) when the cold finger heated up from cryogenic temperature to
room temperature, as seen in Figure 3.12, which indicated that the emissivity of the cold
finger is still very low, since we did not observed T 4 dependence (radiative heating) during
the heating.
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The time constant tc has been measured to be about 7 hours, and then R has been
calculated to be about 36 K/W, thus the heating flux is about 5.8 W. The dewar (LN2
tank) is connected to the cold finger via an additional copper rod as seen in Figure (3.6,
number (11)). This copper rod is 55 mm long and 10 mm in diameter; and together with
the thermal conductivity of the copper (about 400 W/m.K) and the heating flux of the
cold finger (5.8 W), a temperature difference of about 8 - 9 K between the cold finger
and LN2 reservoir is expected, resulting that the cold finger’s emissivity is still very low
and in order to clarify that, next subsection I will show the experimental result of how
much atoms at the MOT position see a different in the effective temperature while the
cold finger at cryogenic or room temperature.
The transportable clock Sr2 as a reference
Our transportable 87Sr lattice clock Sr2 was available to use as a reference clock at the
end of 2015. The transportable clock is completely independent from Sr1. The Sr2 is
operated at room temperature and used as a reference to check if atoms in the MOT
position see different effective temperature when we cool down the cold finger. The
effective temperature may change when the cold finger (only 22 mm away from MOT
position) at the cryogenic temperature.
In order to check that, we have performed set of comparisons between Sr1 and Sr2,
the Sr1 is operated at the MOT position for both measurements but once when the
cold finger was at room temperature and the second at cryogenic temperature. The
beat signal between the interrogation lasers of the Sr1 and Sr2 (at 30 MHz introduced
by a marker AOM) is recorded during the comparisons and figure 3.25 shows the the
frequency difference between both clocks after systematic frequency shifts for both clocks
have been corrected. The atoms in the MOT position do not see significant different
effective temperature when the cold finger is cooled as seen in figure 3.25, thus resulting
that the emissivity of the cold finger has to be low.
The second task of the comparison between Sr1 and Sr2 is to measure the BBR shift.
In order to measure the BBR shift, two sets of comparisons are required and Sr1 has to
operate at the cold finger position. The first comparison, when the cold finger is at room
temperature and the difference between (Sr1 (300 K)-Sr2 (300 K)) is measured and correct
systematically (without correction from BBR shift). The second comparison, when the
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Figure 3.25: The comparison Sr1 against Sr2 at different cold finger temper-
ature. The systematic corrections for both systems are corrected. The black
points: The measurements are done at the MOT position while the cold finger
at 86 K and 300 K, from these measurements there is no significant shift due
to the changing of the effective temperature has been observed, which indicated
that the emissivity of the cold finger is low. The red points: The measurements
are done at the cold finger, while the cold finger at 86 K and 300 K, all systematic
shift has been corrected including the BBR shift. The offset frequency between
red and black points is due to the Doppler shift (see Figure 3.24) when the atoms
are transported from the MOT to cold finger positions.
63
CHAPTER 3. SYSTEMATIC UNCERTAINTY OF THE CLOCK
cold finger is at cryogenic temperature 86 K, thus the difference between (Sr1 (86 K)-Sr2
(300 K)) is measured also and correct systematically (without correction from BBR shift).
The difference between these comparisons is compared with the expectation value of the
BBR shift, which is calculated according to Eq.(3.8). Figure 3.26 shows the result of the
comparisons. Both comparisons show white frequency noise and average down with square
root of the averaging time to a level of 1 × 10−17. In Figure 3.26 (C) is shown the BBR
shift in our system Sr1 (blue point), which is −2115.1 mHz ± 11 mHz (systematic) ± 18
mHz (statistical) which agrees very well with the expectation value (blue solid line). The
BBR shift in 87Sr atoms for clock transition is measured in our group and Katori group
in Japan [Ush15]. In Katori group, BBR shift measurements is not limited by statistical
uncertainly, because they used share clock laser for both system Sr1 and Sr2, thus reject
the Dick effect. Their instability is one order of magnitude better from our instability in
the BBR shift measurements. Our BBR shift measurement together with Katori group
measurement are shown in Figure (3.26 (C)), the offset frequency shift between them is
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Figure 3.26: Results of the Sr1 against Sr2 comparison. A) Beat signal between
the interrogating lasers of the Sr1 and Sr2 at different temperatures of the Sr1
after removing the 30 MHz (introduced by marker AOM ). The black line shows
the beat signal when both Sr1 and Sr2 are at room temperature. It is close to
zero as expected. The red line shows when the Sr1 at 86 K. It is expected to be
off by about 2.1 Hz. B) Instability of the beat signal of the Sr1 and Sr2. As Sr1
and Sr2 used independent interrogating lasers, the instability will be limited by
the worse one due to the Dick effect. We are limited by the interrogating laser
of the transportable system Sr2 to about 1.5 × 10−15/√τ as you see as a solid
red line. C) Observed shift of BBR with the expectation value as a horizontal
line, blue point is our measurements with its uncertainty (red: systematic, and
blue: statistical). The black point is result of a the measurement in Katori group
reported in [Ush15].
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MOT position Coldfinger position
Effect Correction (10−18) Uncertainty (10−18) Correction (10−18) Uncertainty (10−18)
BBR shift 4929 12.8 35 < 1
BBR oven 9.4 9.4 0 0
lattice scalar and tensor -7 9 -7 9
lattice E2/M1 0 3.4 0 3.4
hyperpolarisability -4.8 1.8 -4.8 1.8
second-order Zeeman -32 1.3 -20 0.8
cold collisions 0 0.8 0 0.8
background gas collisions 0 4 0 4
tunnelling 0 2 0 2
line pulling 0 2 0 2
interrogation laser 0 0.1 0 0.1
optical path length error 0 0.1 0 0.1
servo error 0 1.7 0 1.7
residual Doppler shift 0 0 0 8
total 4894.6 19.1 3.2 13.2
Table 3.4: Total uncertainty budget for MOT and cold finger positions. All
systematic frequency shifts are listed here with their uncertainties.
3.4.5 Conclusion
The origin of the offset frequency, which has been observed by using the MOT position as
a reference as shown in Figure 3.8 is understood, it is mostly like due to residual motion
of the translation stages (5.5 × 10−17 in fractional unit) and due to some systematic
different between the MOT and cold finger position, the second-order Zeeman is different
by 1.2 × 10−17. The magic wavelength of the lattice laser was 2 MHz off, which caused
an additional shift of less than 1× 10−17.
Table 3.4 summaries all known shifts and their uncertainties at the cold finger po-
sition together with that at the MOT position for comparison. At MOT position, the
dominant uncertainty is due to the BBR shift which is 12.8× 10−18, this uncertainty has
been suppressed by more than factor of ten at cold finger position at 86 K. The larger
uncertainty contribution at the cold finger is due to the lattice shift (scalar, tensor and
higher orders). Accurate measurement of the magic wavelength is required to suppress the
uncertainty further [Kat15]. The uncertainty of the residual Doppler shift at cold finger
position of 8× 10−18 is statistical and can be reduced further by more measurements.
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Noise and instability of the clock
In the previous chapter I discussed the accuracy of our optical lattice clock. The other
main property with an atomic clock is its instability. I will discuss in this chapter the
instability of our system and all noise contributions, which degrade the stability of the
lattice clock. The instability of the observed frequency is caused by random fluctuations












Here, δν is the observed line width of the clock transition, which usually is the Fourier limit
of the interrogation time (δν ≈ 0.8
Tpi
) [Dic88]. ν0 is the frequency of the clock transition
1S0 − 3P0 which is in our case equal to 429228004229873.04(11) Hz [Gre16]. K is a
parameter on the order of 1, that accounts for the line shape. N is the number of
atoms. Tc is the cycle time, and τ is the average time. Optical lattice clocks have shown
outstanding fractional frequency instabilities that are about two order of magnitude better
than microwave atomic clocks and about one order of magnitude better than ion clocks
because of the following reasons:
• High Q-factor (ν/∆ν) for better stability of the clock, where ν is the transition
frequency and ∆ν is the natural linewidth of the transition.
• High signal-to-noise ratio, as optical lattice clocks interrogate tens of hundreds of
atoms simultaneously.
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Several research groups have observed instabilities in their optical lattice clocks as low as
2×10−16/√τ/s [Al-15,Nic15,Hin13,Nic12], averaging down to the low 10−18-regime. The
improvement of clock stability has a strong impact on the determination of the clock’s
accuracy as well, since systematic frequency shifts can be evaluated with much higher
accuracy in reasonable time. Furthermore, the stability of a clock also determines how
practical it is for actual measurements and if, e.g., temporal variations of signals [Der14]
can be observed.
The instability of a clock stems from different sources of noise contributing to the error
signal detected in the clock cycle, i.e., the estimated frequency offset of the clock laser
from the atomic transition, and from the Dick effect [Dic88]. The goal of this chapter
is to measure and estimate each noise contribution individually and to determine the
instability of our 87Sr optical lattice clock and the dominant noise contribution.
4.1 Detection noise analysis
In this section, the individual noise contributions which degrade the instability of our
optical lattice clock are discussed in details. For the sake of simplicity, we express all
noise amplitudes in arbitrary units of the data acquisition system labeled ‘counts’. The
excitation probability signal is a signal which carries information about how much the
clock laser is detuned from atomic transition. This signal is used to act upon the clock laser
frequency (to lock the clock laser to the atomic transition). Details on cooling and trapping
87Sr atoms as well as state preparation, which are required to prepare an atomic sample
have been presented in the chapter 2 and in previous publications [Fal14,Fal11,Lis09].
The 87Sr atoms are transferred in a superposition of the 1S0 and
3P0 states by the
clock laser. Atoms in the ground state (1S0) are then detected by fluorescence from a res-
onant laser beam in standing-wave configuration on the strong 461 nm cooling transition
1S0 − 1P1. The fluorescence is observed by a photomultiplier tube in current mode. Its
signal is amplified and digitized with an analog-to-digital converter of the data acquisi-
tion computer. This signal g is, apart from an offset o, proportional to the 1S0 ground
state atom number. The radiation pressure removes the atoms from the detection volume
within 20 ms. After that, the atoms in the excited clock state (3P0) are detected after they
have been optically pumped within few 100 µs to the 3P1 state by resonant laser beams
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Figure 4.1: Typical spectrum of the 1S0 − 3P0 transition, where the signal
here is in arab. unit as function of the detunning of the clock laser around the
resonance. The red line shows the signal e, which refers to the atom number
in excited state 3P0. The green line shows the signal g, which relate to atom
numbers in ground state 1S0. the black line is relate to the offset background o.
(two repumper lasers at 679 nm and 707 nm) for the 3P0 − 3S1 and 3P2 − 3S1 transitions
respectively. From the 3P1 state the atoms then decay to the ground state
1S0. The last
detection pulse is used to measure the offset signal o due to stray light (Sstray), multiplier
dark current, and electronic offsets, after removing any remaining atoms. Therefore, each
of the signals g, e, and o is a sum of different contributions from fluorescence (Sfluo), stray
light (Sstray), and electronic background (Selec). Figure 4.1 shows typical signals of g, e,
and o for a scan across the resonance. From these three signals, the atomic excitation
probability pe is estimated as
pe =
e− o
e+ g − 2o. (4.2)
Here, o is the running average of the offset signal o. The excitation probability, in particu-
lar its noise, can be related to the corresponding frequency excursion of the interrogation
laser via the slope of the spectroscopic signal. For the case of probing the atomic reso-
nance line at a half-width point [Dic88] using Rabi interrogation with a pulse of length
Tpi, the slope is
dpe
dν
≈ ±2pi · 0.30 · Tpi (4.3)
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Figure 4.2: Typical electronic offset signal Selec in our system.
with its sign depending on which side of the resonance is probed. A Ramsey interrogation




≈ ±2pi · 0.5 · TRamsey. (4.4)
4.1.1 Electronic noise
The electronic noise appear due to amplifier, digitizer, and dark current noise. In order
to measure the electronic noise, our experiment was operated in a normal sequence but
without atoms and without laser light being present. The signal, which is still detected
by the photomultiplier is due to the electronic noise. The signal has been record as you
see in Figure 4.2. The electronic noise will be present in the three signals, g, e, and
o, but not in o (it is suppressed by averaging to a negligible level in o). The standard
deviation of the signal is σelec = 0.82 counts, while the amplitude of the electronic offset
signal Selec ≈ 18 counts. We assumed that the electronic noise in the three signals g, e,
and o is independent and we applied the error propagation method to calculate the total





































(g + e− 2o)2 . (4.6)
The total contribution of the electronic noise depends on the fluorescence signal as shown





4.1.2 Photon shot noise
Shot noise is a result of the discrete nature of the detection of the photons, in particular,
shot noise arises from the fluctuation in the detected photocurrent due to the fundamental
randomness of the photon flux. Detection of photons obeys a pure Poissonian distribution,
meaning that photons are completely uncorrelated which is true for classical light which
we used in our laboratory (without any squeezed light [Xia87]). Thus if N photons are
detected in a given period, this leads to a noise of
√
N . In our detection, a finite number
of photons is collected by the photomultiplier tube. Thus, the signals g and e will suffer
from a shot noise contribution. In order to measure the shot noise contribution, we have
investigated the photon shot noise using an external flashlight as a shot noise–limited
light source. For the observed white noise, the first point of the Allan deviation of the
recorded data is equal to their standard deviation; we use this value as a measure of the
noise to remove the influence of slow intensity variations of the flashlight (as may have
happened during the measurements). The measurements were performed for different
signal amplitudes. The electronic background Selec (discussed in the previous subsection)
must be removed to extract the actual ‘fluorescence’ signal Sfluo, i.e., the signal stemming
only from detected photons. The resulting ‘fluorescence’ noise contribution σsn is shown
in Fig. 4.3. The expected
√
Sfluo-dependence of the noise amplitude σsn is well reproduced.
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Figure 4.3: Shot noise level σsn as function of the ‘fluorescence’ signal Sfluo..
As expected shot noise level scales as
√
Sfluo.
which corresponds to Sfluo = 0.35(3) counts per detected photon. Fluorescence shot noise
will be present in the signals g and e with an amplitude depending on the fluorescence
contribution Sfluo to these signals. The electronic offset Selec is not subject to shot noise.
As in the previous subsection, we applied the error propagation method to calculate the














The total noise contribution of the shot noise depends on the fluorescence signal as shown
in Figure 4.4, The shot noise is proportional to the square root of the signal, thus the
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Figure 4.4: Total contribution of the shot noise (red solid line) to the excitation
probability noise σpe as function of the ‘fluorescence’ signal Sfluo. The suppression
scales as ∝ 1√
Sfluo
. The black solid line is the electronic noise contribution.
4.1.3 Detection laser noise
Intensity fluctuation
Intensity fluctuations of the detection laser at the position of the atoms lead to additional
noise through the fluctuations of the spontaneous emission rate as long as the transition










where Γ is the decay rate from the 1P1 excited state to the




the saturation parameter of the detection laser beam (with the intensity I of the detec-
tion beam and Isat is the saturation intensity), and δ is the laser detuning from atomic
transition.
We avoid high intensity (the saturated regime), since the radiation pressure–induced
heating of the atoms reduces the reasonable interaction time and thus the detected signal.
This loss of signal is not compensated by the higher photon scattering rate, and the
detection would be less efficient.
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Intensity fluctuations may arise from two sources, power fluctuation and pointing
instability of the detection laser. We measured the power fluctuations of the detection
laser beam in a similar procedure as for the shot noise measurements, except that we
used stray light from the detection laser instead of an external flashlight. From these
measurements we have found that, the dependence of the noise level on the detection
beam power is very similar to the one presented in Fig. 4.3. In particular, we have
observed no significant noise contribution with a linear dependence on laser power and
thus conclude that laser power noise on short time scales, which would result in such a
contribution, can be neglected. This is corroborated further by direct measurements of
the laser power. Our detection beam is delivered by a fiber and collimated to a diameter
of about 2 mm, the setup comprises only a short free-space path on the order of 50 cm;
we have analyzed its pointing instability and found it to be negligible on relevant time
scales. We also note that the shot noise of the detection beam with a power of about
400 µW is negligible.
Laser stray light (Sstray) adds a shot-noise contribution to the signals g and e according
to Eq. 4.8, whereas its noise contribution to the offset is suppressed by the use of o.
Frequency fluctuation
The transition 1S0 − 1P1 is used to derived spectroscopic signal with a resonant beam at
461 nm. The light beam is generated from a frequency-doubled diode laser system that
also produces the laser beams for laser cooling and Zeeman slowing. The fundamental
frequency of the laser system is stabilized to a high-finesse, 10 cm long ultra-low expansion
(ULE) glass resonator. This ULE resonator has a resonance line width of less than
100 kHz; we estimate in-lock frequency fluctuations on the kilohertz level from the in-
loop error signal. The laser line width of the resonator is very narrow compared to the
32 MHz line width of the 1S0 − 1P1 detection transition, frequency noise of the detection
laser does not contribute significantly to the detection noise.
4.1.4 Quantum projection noise
Quantum projection noise is a fundamental limit of the atomic clock stability for uncor-
related states of the atom. It arises when an atom is prepared in a superposition of the
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two states |0〉 and |1〉. During and due to detection the projection of the superposition
of the states will collapse onto one of the states, thus the result of the measurements
cannot be predicted with certainty. Let us consider a two-level system with states |0〉
and |1〉, ground state and excited state, respectively and separated by ~ω01, e.g., in an
atom or an ion. The internal state can be prepared in superposition of the eigenstates by
interrogating with an electromagnetic field with frequency ω, the coupling between the
internal states in present of the electromagnetic field has the following matrix element,
〈Ψ0|S|Ψ1〉 = ~beiwt. (4.12)
After a time t of interaction between the atom and the electromagnetic field, the atom
will be in a superposition state as follows [Ita93],
|Ψ(t)〉 = C0(t) |Ψ0〉+ C1(t) |Ψ1〉 (4.13)
where |C0(t)|2 and |C1(t)|2 are the probabilities to find the atom in state |Ψ0〉 and in state
|Ψ1〉




















were ω01 is the atomic frequency and Ω =
√
(ω01 − ω2) + (2b)2.
If ω01 = ω then we will get




|C1(t)|2 = p1 = sin2(Ωt
2
). (4.16)
By varying the pulse area Ωt we can change the excitation probability from 0 through
1 for state ψ0 (ground state) and state ψ1 (excited state). The interesting part here is
that if the excitation probability is 50 % for ground and excited states, then the result
of the measurement cannot be predicted with certainty, because the wave function of the
atom is collapses (reduced) into one of the eigenstates due to the detection process. The
variance of the excitation probability can be calculated as follows,
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Using projection operator pˆe ≡ |e〉 〈e| we find pˆ2e = (|e〉 〈e|)(|e〉 〈e|) = |e〉 〈e| = pˆe
where 〈e| |e〉 = 1. This leads with Eq. (4.17)
σ2(pe) = 〈pe〉 − 〈pe〉2 ,= 〈pe〉 (1− 〈pe〉) = pe(1− pe) (4.18)
For many atoms N , Eq. (4.18) can be rewrite as,




As you see from Eq. (4.19), the measurement will have maximum uncertainty if the
excitation probability pe equal to 0.5 and the uncertainty reaches a minimum at excitation
probability 0 and 1. The Figure 4.5 is shown total noise of the excitation probability with
difference excitation probability (the excitation probability is calculated according to Eq.
(4.2)). The black line corresponds to pe close to 0 (meaning all atoms are in ground state),
this leads to a minimal noise contribution from QPN. The same is the case pe close to
1 (blue line) where all atoms are in excited state. When pe close to 0.5 this leads to a
maximum noise contribution from QPN (red line). Of course what you see in Figure 4.5
is the total noise of excitation probability, this means there is an influence from other
noises.
At pe close to 0.5, when clock laser is detuned from resonance ωl = ω0 to mid of
fringe ωl = ω0 ± 12FWHM, thus pe will be sensitive to clock laser noise. This usually
exploited in a stabilization sequence (the clock laser is locked at the fringe of the line
pe = 0.5), at that point, QPN and clock laser noise are at maximum. In order to separate
QPN from clock laser noise and to see its
√
N dependence as in Eq.(4.19), the clock
laser noise has to be suppressed. In order to become insensitive to frequency noise of
the clock laser, we prepared a coherent superposition state by using a resonant pi/2-Rabi
76
















m e a s u r e m e n t  n u m b e r
Figure 4.5: This figure shows the observed noise of excitation probability when
the clock transition is probed at different positions of the resonance curve.
pulse instead of Rabi excitation with a pi-pulse at a half-width frequency detuning. A
pulse length of Tpi/2 = 10.5 ms was chosen. Figure 4.6 shows the total noise in our
system for both cases when atoms are sensitive (insensitivity) to the frequency noise of
the interrogation laser. The excitation probability is determined according to Eq. 4.2
and the noise of the excitation probability σpe is determined by the standard deviation
of the excitation probability. Fig. 4.7 is showing the noise of the excitation probability
σpe (in case of a resonant pi/2-Rabi pulse, where clock laser frequency noise is mostly
suppressed) multiplied by the signal amplitude g + e − 2o as a function of the signal
amplitude g+ e−2o. To which extent quantum projection noise is dominant in our setup
and if residual laser frequency noise affected the data will only become apparent with the
combined noise analysis in next section.
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Figure 4.6: Observed noise of the excitation probability as a function of atom
number. Red triangles show data with clock laser noise obtained by preparing
a coherent superposition state by Rabi excitation with a pi-pulse at a half-width
frequency detuning with a pulse length of Tpi = 21 ms. Black circles show data
with suppressed clock laser noise by preparing a coherent superposition state by
using a resonant pi/2-Rabi pulse with a pulse length of Tpi/2 = 10.5 ms.
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Figure 4.7: Excitation probability noise with suppressed laser frequency noise
σpe at pe = 0.5 multiplied by the signal amplitude g + e − 2o as a function of
atom numbers. Atoms are prepared in a superposition of 1S0 and
3P0 states by a
frequency-insensitive resonant pi/2-pulse. The dashed line shows a fit according
to Eq. 4.19.
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4.1.5 Detection noise model
Measuring each noise individually allows us to develop a noise model and to determine
which type of noise limits our system. Our model is based on the following assumptions:
• Independent contributions to pe from QPN and other noise sources.
• QPN leads to anti-correlated noise in g and e.
• Noise on o is suppressed to a negligible level by averaging.





















Figure 4.8 shows contributions from all noise sources (except clock laser noise) to the
excitation probability noise σpe as function to the atom number. We see that the noise
model agrees very well with the observed measurements noise (see Figure 4.7). The QPN
has been calculated by Eq. 4.19 for σpe and using a conversion factor of 0.65 between
the atom number and counts. From this analysis, our system is QPN limited if more
than 200 counts (0.65 · 200 atoms) are used. Operating our lattice clock with 300 atoms
leads to excitation probability noise σpe = 0.03. To relate the excitation probability
noise σpe to the frequency noise of the stabilization’s error signal, we use Eq. 4.3 with a
typical pulse duration of 640 ms, thus frequency instability is calculated to be about 6×
10−17/
√
τ/s. This result is without taking into account the degradation of the instability
due to frequency noise of the interrogation laser, which going to be my next subsection.
4.2 Clock laser noise (Dick effect)
In the previous section I discussed the noise contributions due to the state detection; now
we will discuss the noise contribution from the interrogation laser. The Dick effect [Dic88]
is known as an aliasing of the interrogation laser noise by the atoms. Normal operation of
atomic clocks consists of two phases as you see in Figure 4.9, a preparation phase, where
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Figure 4.8: The figure shows the excitation probability noise as a function of
the total atom number. The green points represent the total experimental noise
of the excitation probability with suppressed sensitivity to laser frequency noise
(pi/2-pulses, as described in the text). The green solid line represents the summed
noise according to Eq. 4.20. The good agreement with the experimental data
demonstrates the completeness of the model and the absence of laser noise in the
data. The blue solid line shows the calculated QPN with a detection efficiency
of 0.65 atoms/count. The red solid line depicts the shot noise, the calculation
includes the noise of a typical background of 70 counts due to detection laser
stray light. The black solid line represents the electronic noise.
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Figure 4.9: Simplified picture of the normal sequence of our optical lattice
clock. Each single cycle Tc consist of a preparation phase TD, called dark time,
and an interrogation phase Tpi. During the dark time TD there is no information
on laser frequency noise, since interrogating laser is off during the dark time.
atoms are cooled, trapped, and detected. The second phase is the interrogation of the
clock transition. During the preparation phase, the information about the interrogation
laser noise is lost (since the interrogation laser does not interact with the atoms) [Wes10b].
Only during the interrogation phase we observed the interrogation laser frequency noise.
This means that we compensated the laser noise only partially. In order to suppress
the Dick effect, the obvious solution is to a build better laser, which has low spectral
laser frequency noise. Such ideas require pre-stabilization of the interrogation laser to
a reference cavity (like passive cavities are common used [Ha¨f15b, Kes12]). The second
approach is the reject the Dick effect as common mode noise by synchronously operating
two independent atomic clocks with a shared interrogation laser [Hin13,Ush15]. The third
approach is to use multi-Ramsey sequence, to enhance the duty cycle at a given clock
laser performance by interrogation time beyond the coherence time of the clock laser,
this methods has been tested with our clock (in preparation), and a similar approach is
suggested in [Hum16].
4.2.1 Sensitivity function
The sensitivity function w(t) is used to describe the change in excitation probability due






2pi δν (t) · w (t) dt. (4.21)
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Figure 4.10: Sensitivity function w(t) of interleaved stabilizations with param-
eters Tc = Tpi + TD = 1.18 s (Tpi = 0.64 s, TD = 0.54 s). The solid line shows for
the case of a lumped interleaved arrangement, where the sign is reversed between
the first and last four. The dashed line shows a distributed arrangement for an
interleaved interrogation. Vertical grey lines indicate multiples of Tc.




function can be as written [Fal12],
w(t) =
{
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where ∆ is the detuning of the interrogation laser from resonance. The Fourier compo-












Figure 4.10 shows time-domain sensitivity function according to (Eq. 4.22) (for Rabi
interrogation) for the case of interleavd stabilization, which consists of eight pulses with
dead time in between. As you see the sensitivity function w(t) is zero during the dead
time and it is behavior like a sine wave square during the interrogation time according to
(Eq. 4.22).
4.2.2 Dick effect for our interrogation laser









Sy(k/T ) |gk|2 , (4.27)
where T = nTc, and n is the number of interrogations in each stabilization cycle. The
cycle duration Tc consists of the preparation time TD and the interrogation time Tpi.
Sy is the laser’s single-sided power spectral density. It has been presented in [Ha¨f15b]
by a three-cornered-hat comparisons with other lasers. gk are the Fourier coefficients
of the sensitivity function w(t) Eqs.(4.25, 4.26) and it is normalized by the dc Fourier
coefficient g0. For interleaved stabilizations, the frequency noise of the interrogation laser
is correlated between the interleaved stabilizations. Thus the Dick effect cannot be treated
independently for each of the stabilizations. The Dick effect for the difference between
the two interleaved stabilization has been derived and then Eq.(4.27) is evaluated for
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Figure 4.11: The figure shows the spectral power density of frequency fluc-
tuations Sν = ν
2
0Sy of the interrogation laser (red line), measured by three-
cornered-hat comparisons with other lasers. The blue circles are Fourier com-
ponents g2k/g
2
norm for k > 0 for interleaved stabilizations using our experimental
parameter values mentioned in the text.
interleaved stabilization with τ=1 s, and Tc = Tpi+TD = 1.18 s (Tpi = 0.64 s, TD = 0.54 s,)







Figure 4.11 shows single-sided power spectral density of the frequency fluctuation (red
line). The blue points are the normalized Fourier coefficients gk in case of an interleaved
stabilization for the experimental parameter mentioned above. The partial sum noise
contribution due to Dick effect is plotted in Figure 4.12 for different stabilization sce-
narios. For interleaved stabilizations with lumped interleaved arrangement (blue filled
circles), the Dick effect has a larger influence on the instability of our system, which is
dominated by noise at frequencies between 1 to 10 Hz. The influence of the Dick effect
in interleaved stabilizations can be suppress by 20 % (red open circles) by modifying the
distribution sequence of the cycles instead of a lumped arrangement (as seen in Figure
4.10), this can be done by interleaving the interrogation sequences of each stabilization in-
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Figure 4.12: Partial sums of the Dick effect contribution to the frequency
instability as a function of the maximum Fourier frequency components fmax =
kmax
T
for different stabilization scenarios (described in the text).
stead of arranging them in blocks of four. For a single stabilization (dark yellow squares)
using Rabi interrogation g1, g2, and g3 are zero because of the symmetry of the single
stabilization but g4 is not zero and it is the dominant one in a single stabilization. The
green triangles show the alternative case of using Ramsey interrogation with pi/2 pulses
of 100 ms in length.
4.3 Total instability of our 87Sr lattice clock
Now we are at a point where we can estimate how much the total instability of our 87Sr







In order to measure our instability in a single stabilization (operation mode) we have to
compare our clock with other clocks that have the same (or better) instability. Unfortu-
nately, we do not have this opportunity in our laboratory yet. We overcome this problem
by comparing by performing a self-comparsion using by interleaved stabilization (details
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Figure 4.13: Instability of our 87Sr lattice clock as function of average time.
Black circles are observed instability for the difference between two interleaved
stabilizations. Blue solid line 4.7× 10−16/√τ is the instability inferred from our
analysis for interleaved stabilizations. Red dashed line 1.6 × 10−16/√τ is the
instability for the single stabilization (operation mode).
on the interleaved stabilization in section 2.6). The instability in interleaved stabilization
mode is represented in Figure 4.13 by the Allan deviation of the difference signal between
both stabilizations. It has instability of 4.7× 10−16/√τ with 360 atoms and cycle param-
eters Tc = Tpi + TD = 1.18 s (Tpi = 0.64 s, TD = 0.54 s). Comparing with our analysis
of the Dick effect and detection noise model, it agrees very well (blue solid line), where
the Dick effect induced instability is 4.6× 10−16/√τ (see blue points in Figure 4.12) and
the detection noise adds
√
2× 6 × 10−17/√τ (from detection noise model see 4.1.5). We
treat the detection noise (in interleaved stabilizations) as uncorrelated which introduces
the factor
√
2. From this result, we can estimate the instability in a single stabilization
(operation mode) with 300 atoms to be 1.6 × 10−16/√τ (red dashed line in figure 4.13),
with a contribution of 1.5 × 10−16/√τ from the Dick effect (see dark yellow points in
Figure 4.12) and 6× 10−17/√τ from the detection noise model.
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Applications of optical clocks
In previous two chapters I discussed the accuracy and instability of the optical lattice
clock. During this chapter I will present some applications of the optical clocks. Time
and frequency measurements have very large range of applications both in fundamental
science and technologies. Some of these applications require the state of the art technology,
for example a redefinition of the SI second [Rie15,Gil11], test of laws of physics (like time
variation of the some fundamental constant [Pei04,Ros08,Hun14]), test of the special and
general relativity [Sch09,Cho10], space clock missions [Sch06], and dark matter and dark
energy [Der14,Arv15].
The chapter is organized as following; first I will present the absolute frequency
measurements of the clock transition 1S0 − 3P0 in 87Sr. Then I will present comparisons
between the Sr clocks at PTB (Braunschweig) and SYRTE (Paris) via a fiber link and
after that I will present frequency ratio measurements between our clock and a single
171Yb+ ion clock [Hun16], which have been carried out at PTB.
5.1 Absolute frequency measurements
During this section [CIP15], absolute frequency measurements of the 1S0−3P0 transition in
87Sr atoms are presented, We measured it in 2011, 2012, 2014, and 2015 (last two of them
was during my PhD time). Absolute frequency measurements of the 1S0 − 3P0 transition
and the agreements between them and between the measurements performed in different
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laboratories worldwide are an essential step for redefinition the second based on optical
clocks. 87Sr atom is recommended by the CIPM as one of a secondary representation of
the second [CIP15].
During next subsections I will give short introduction on the frequency comb, which is
an essential tool in these measurements. Then I will give details on the absolute frequency
measurements done on 2012 and 2015. For absolute frequency measurements on 2011 can
be found in [Fal11] and for 2014 measurement, it is similar to 2015 measurement.
5.1.1 Frequency comb
Frequency comb is an accurate tool to measure high frequencies like in visible range. It
is used to determine frequency ratios, both between two optical and optical-microwave. I
will discuss very briefly general concept of the frequency comb, more details can be found
in [Ha¨n06, Cun01, For07]. The frequency comb is a mode-locked femotsecond (fs) pulsed
laser. It generates series of pulses with a repetition rate frep, which is given by the inverse
of the round trip time inside the cavity laser. These train of pulses have two degrees of
freedom; the repetition rate and the relative phase between the envelope packet and the
carrier wave, which called it, the carrier envelope offset fCEO. In order to convert from
time domain to frequency domain, a Fourier transform is applied to the laser output, thus
the pulses are transformed to a comb of many frequencies. The spacing between them is
given by the repetition rate. The frequency of any comb mode can be written as,
νm = mfrep + fCEO. (5.1)
Here m is an integer number (in order of 106). The repetition rate (frep) can be measured
accurately with a photodetector (the repetition rate is between 100 MHz to 1 GHz). The
shift of the frequency comb fCEO can be also measured as following: A comb mode in
the frequency spectrum of the comb at νm = mfref + fCEO is frequency doubled by a
nonlinear crystal. The frequency doubled has then a frequency of ν2m = 2mfref + fCEO,
thus the difference between 2νm− ν2m is equal to fCEO. Thus both frep and fCEO can be
measured and stabilized at high level of precision and accuracy. Now any unknown laser
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Figure 5.1: Allan deviation of the frequency measurements: The black squares
are the instability of the Cs − Yb+ ratio, which averaging down with 1.2 ×
10−13/
√
τ (black line). The blue circles are the instability of the Sr clock of
1.3× 10−15/√τ (blue line) for an interleaved stabilization from [Fal14].
frequency can be measured by measured beat signal fbeat between the unknown laser and
nearest mode comb. The laser frequency is determined as following,
ν = mfrep + fCEO ± fbeat, (5.2)
where fbeat is the heterodyne beat frequency, which can be positive or negative sign.
In our laboratory, the frequency comb is a 1.5 µm Er-doped femtosecond fiber fre-
quency comb with repetition rate frep = 250 MHz and fCEO= 25 MHz and m = 1694020
(for the clock laser 698 nm). frep and fCEO are stabilized to 100 MHz reference signal
from H-Maser. The H-Maser is calibrated continuously by the CSF1 and CSF2 primary
Cs fountain clocks [Wey01,Wey02,Ger10,Wey12].
5.1.2 December 2012 measurement of the 1S0 − 3P0 transition
From 12 to 18 December 2012, the frequency of the 1S0− 3P0 transition of the 87Sr atom
was measured. In order to measure the frequency of the 1S0 − 3P0 transition related to
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the SI unit, The frequency has to compare to the CSF1 and CSF2 primary Cs fountain
clocks 1. This comparison between Cs and Sr clocks has been performed via frequency
comb. The uncertainty of these measurements is limited statistically due to Cs fountain
clocks (instability of the Cs fountain clock is two order of magnitude higher than the Sr
lattice clock). Long averaging time is required to reduce the statistical uncertainty of
the measurements, for this reason the single ion clock 171Yb+ based on the 2S1/2(F =
0)−2F7/2(F = 3) transition [Hun12b,Hun12a,Hun16] is used as a flywheel to bridge gaps
in the operation of the Sr lattice clock (at that time the up time of the single ion clock
171Yb+ was better than Sr lattice clock), thus extension the averaging time for Cs − Sr
ratio is possible if the Sr− Yb+ ratio is more stable than Sr− Cs ratio.
The SCF1 and CSF2 were running about 98% and during that time, the single ion
clock 171Yb+ has overlapping time with Cs fountain clocks of approximately 350 000 s. The
Sr lattice clock has overlapping time of 165 000 s with Cs fountain clocks. The result of the
single ion clock 171Yb+ against Cs fountains is showing white frequency noise dependence
(averaging with 1√
τ
) with statistical uncertainty of 2.5 × 10−16 for CSF1 and 2 × 10−16
for CSF2 (as seen in Figure 5.1) and the systematic uncertainty is 7.3 × 10−16 for CSF1
and 4 × 10−16 for CSF2. The averaging of the systematic and statistical uncertainties
is lead to 3.9 × 10−16. During this time, the frequency ratio between the single ion
clock 171Yb+ and 87Sr lattice clock was measured with averaging time of 165 000 s, the
statistical uncertainty of the frequency ratio was 1.3 × 10−17 and it was averaging down
clearly with 1√
τ
dependence. Now, from these measurements. Thus the averaging time
of the Sr − Cs ratio with 165 000 s could extend by Sr − Yb+ − Cs ratios to 350 000 s
because of better instability of Sr − Yb+ ratio. The absolute frequency of the 1S0 − 3P0
transition in 87Sr atoms was measured to be 429 228 004 229 873.13 (17) Hz. The total
uncertainty (statistical and systematic) of this measurements is 0.17 Hz. The dominated
uncertainty is due to Cs fountain clocks during the comparison between 171Yb+ against
Cs clocks, which was 0.166 Hz. The systematic uncertainty of the 87Sr lattice clock was
0.022 Hz. The statistical uncertainty of the frequency ratio between 87Sr lattice clock
against 171Yb+ clock was 0.0056 Hz and transfer link has uncertainty of 0.0043 Hz and
the gravitational red shift due to the height difference between the 87Sr atoms and Cs
1The primary Cs fountain clocks CSF1, CSF2, and H-Masers are used in these measurements from
our colleagues at Time and Frequency department 4.4 at PTB (group of Dr. Stefan Weyers).
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atoms has been corrected with in 6 mm uncertainty (which caused negligible effect in
frequency 0.3 mHz). All these uncertainties are added in quadrature to be 0.17 Hz.
5.1.3 June 2015 measurement of the 1S0 − 3P0 transition
In June 2015, the frequency of the 1S0− 3P0 transition of 87Sr atoms was again measured.
The 87Sr lattice clock had been improved both in accuracy and stability, the systematic
uncertainty had been evaluated to be 1.9× 10−17 (details see chapter 3). The instability
had also reduced by using a new ultrastable interrogation laser [Ha¨f15b], thus the insta-
bility of 1.6×10−16/√τ has been estimated (more details on chapter 4). For this absolute
frequency measurement, the statistical uncertainty of the measurements is reduced be-
cause of two reasons, first of all the measurements itself was almost one month long with
an uptime of about 70% (operation time of the Sr lattice clock). The second of all we
used a H-maser as a flywheel to cover gaps in the operation of the Sr lattice clock, thus









where σSr(TSr) is the statistical uncertainty of the Sr clock measurements, σCs(Text.) is the
statistical uncertainty of the Cs fountain clock measurements with extension time (Text.),
σext.(Text.) is an additional uncertainty due to the extrapolation of the mean flywheel
frequency of the H-maser when the averaging time is extended from TSr to Text.. σext.(Text.)
is calculated with a model which uses the flywheel’s spectrum of the frequency fluctuation
S(f) with help of Parseval’s theorem as following: The averaging yTi of the normalized





where y(t) is the fractional frequency of the H-maser ( δν
ν0
). gT(t) is the weighting function,
which can be written as,
gT (t) =
{
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The difference of the mean flywheel frequency averaged for two sets of period like T1 and
T2 is written as,
δyext = yT2 − yT1 . (5.6)
The uncertainty of the σext.(Text.) associate with the extrapolating the mean flywheel
frequency of the maser due to time extension from T1 to T2 can be written as following,
σ2ext.(Text.) = 〈(δyext.)2〉. (5.7)




S(f) |G(f)|2 df, (5.8)




g(t) exp(−2pii ft)dt, (5.9)
S(f) is the single sided power spectral density of the H-maser frequency fluctuation, which
has been estimated by converting the noise contributions of the instability of the H-maser
to the spectral power density. The instability for shot term is obtained from the direct
comparison between H-maser and Sr lattice clock during the campaign. The instability
of mid term is obtained by maser-maser comparisons and for long term instability is
obtained from maser-Cs fountain clock compassion. The instability of the H-maser is
modeled by assuming three leading noise types. The flicker floor noise is 3×10−16 ·τ 0 and
the white frequency noise is 3.5 × 10−14 × τ−1/2 [Vor12, Par99] and white phase noise is
1.18× 10−13× τ−1 . These noise added in quadrature. The instability of the clocks which
were involve in the measurements campaign are present in Figure 5.2. The extension
time helps us to reduce the statistical uncertainty of the measurement below systematic
uncertainty of the CSF2 (uB(CSF2) = 3.1 × 10−16) and CSF1 (uB(CSF1) = 3 × 10−16),
thus this measurement for first time at PTB is not limited be statistical uncertainty.
Further more, the uncertainty of the measurement is further reduced by combing the
systematic uncertainties of CSF2, CSF1, yielding the Sr clock transition frequency of
429228004229873.04(11) Hz.
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Figure 5.2: The instability of different clocks during the measurements cam-
paign 2014 are presented. The dashed black line is the instability of Sr lattice
clock. The solid black line is the instability of fountain clock CSF2. The triangles
are the instability maser as inferred from the comparison with the Sr clock. The
diamonds are the instability maser. The open circles are the instability maser
against fountain clocks. The filled cycles are the same as the open circles but
without linear drift. The sold green line reflects the noise model for the H-maser
with linear drift removed and dashed green line with linear frequency drift. The
insert figure is shown the additional uncertainty (red line) when we used H-maser
as a flywheel to extend the time from TSr = 267000 s to Text. = 10
6 s. The vertical
dashed lines shown the optimum extrapolation measurement times, the extension
time is select to be in optimum with reasonable contribution of the σext.(Text.).
Adapted from our publication [Gre16].
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Figure 5.3: Absolute frequency measurements of the 1S0 − 3P0 transition in
87Sr atoms are shown. The red solid line is the frequency recommended by the
CIPM for the secondary representation of the second based on the 87Sr lattice
clocks [CIP15] with assigned uncertainty indicate by the red shade area.
5.1.4 Summary
The absolute frequency measurements of the clock transition based on 1S0−3P0 transition
in 87Sr are measured four times over 5 years. The result is shown in Figure 5.3, the absolute
frequency measurements are agreed with frequency recommended by the CIPM for the
secondary representation of the second based on the 87Sr optical lattice clocks [CIP15].
The measurements of 2014 and 2015, where H-maser was used as flywheel to bridge gaps
in the Sr clock operation, agreed very well with previous measurements which indicate
that, the reliability to use a flywheel oscillator (for example H-maser) to extrapolate
measurement times is promising.
Figure 5.4 is shown the comparison between our absolute frequency measurements
and absolute frequency measurements which is done in somewhere else. There is well
good agreement between most of them and frequency recommended by the CIPM for the
secondary representation of the second based on the 87Sr lattice clocks [CIP15].
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Figure 5.4: Comparison of the absolute frequencies of the 1S0−3P0 transition is
shown. The blue square points are our measurements same as in Figure 5.3. The
rest of the points are taken from these publications [Boy07b,Bai08,Cam08,Hon09,
Yam12,Mat12,Le 13,Aka14,Hac14,Lin15,Hac15,Tan15]. The gray vertical line
is the the frequency recommended by the CIPM for the secondary representation
of the second based on the 87Sr lattice clocks [CIP15] with assigned uncertainty
indicate by the dash vertical lines.
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5.2 Comparison Sr(PTB) against Sr(OP) via fiber
link
Over decades satellite-based links [Bau06] have been used for time and frequency transfer
worldwide. This technique is cheap, reliable, covers the entire world, and the accuracy
and the stability of the link are suitable for microwave clocks. However in the last decade,
optical clocks have been shown an accuracy and a stability two orders of magnitude
better than the microwave clocks. In order to compared the optical clocks separate by
considerable distant (countries scale), an accurate and stable frequency link better than
satellite-based link is required. Direct comparison of high accuracy and stability optical
clocks is extremely useful for fundamental applications and techniques, e.g., when mea-
suring two similar optical clocks separate by a distance, the general relativistic frequency
shift make clocks sensors of the gravitation potential difference [Bje85], which gives us
new way to establish, e.g., long-distance height reference frames.
5.2.1 Optical link Braunschweig-Paris
I will mention shortly the optical fiber link between PTB Braunschweig and SYRTE
Paris, more details on the fiber link on the Germany side can be found in [Rau14b,
Rau14a, Dro15, Rau15]. The France part is discussed in [Ber14, Chi15, Lop15, Ste15].
Figure 5.5 shows the path of the optical link between the national metrology institutes
PTB and SYRTE, where two Sr optical lattice clocks are compared directly. The German
link consists of a pair of the telecommunication fiber from Braunschweig to Strasbourg
(at Universite´ de Strasbourg) with a distance of 710 km. The link have three of the
narrow band fiber Brillouin amplifiers to recovered the signal which is attenuated during
the transmission over fiber lengths of hundreds of km (the attenuation of the signal in
the silica telecommunication for 1550 nm is about 0.2 dB/km). The transfer frequency of
194.4 THz (1550 nm) is produced from a laser which is locked to a cavity. The optical link
is phase stabilized by using a Michelson interferometer [Rau14b,Pre12]. The France link
consists of the two parallel fiber links (the fiber from the France academic network) from
Paris to Strasbourg (705 km), repeater laser stations (RLSs) and broad-band amplifiers.
The transfer frequency and phase stabilization are similar as on the Germany link.
96
5.2. COMPARISON SR(PTB) AGAINST SR(OP) VIA FIBER LINK
Figure 5.5: Schematic of the two ways fiber link between PTB Braunschweig
and SYRTE Paris. On the Germany side there are three amplification stations
(highlighted by green points). In France side there are eight amplification stations
(highlighted by blue points). The simplified setups which are involve in campaign
for both institutes are show in the insets. The beat transfer between PTB-
SYRTE is measured in Strasbourg. Adapted from our publication [Lis16].
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5.2.2 March and June 2015 measurements
After the optical link between PTB and SYRTE has been build and characterized by my
colleagues from PTB and SYRTE, two direct comparisons have been performed between
the Sr lattice clocks at both sides 2. During the measurements, both Sr lattice clocks
are running at the same time, with a systematic uncertainty of 1.9× 10−17 for SrPTB and
4× 10−17 for SrSYRTE with instability of 5× 10−16/
√
τ for SrPTB and about 1× 10−15/
√
τ
for SrSYRTE. The frequency ratio of the Sr lattice clocks is measured as following:
• The frequency ratio between the Sr lattice clock and transfer laser is determined
locally by frequency comb.
• Light from the laser frequency at 194.4 THz (1542 nm) is sent from PTB and SYRTE
to the Strasbourg.
• At Strasbourg the beat note between the two transfer lasers is measured.
• The frequency ratio of SrPTB/SrSYRTE is determined by combining the frequency
















where δν = ν(t)−ν0, ν(t) is the frequency measured at time t and ν0 is the nominal









































Figure 5.6 shows the averaged deviation of the
νPTBSr
νSYRTESr
−1 for measurements in March and
June 2015 (145 hours accumulated data). The March measurements are divided to length
of 6000 s and June measurements to length of 125000 s for determining the statistical
2These comparisons are joint measurement campaigns between PTB ( our Sr lattice clock group, fiber
link group and frequency comb group) and SYRTE ( Sr lattice clock group, fiber link group and frequency
comb group). All names of my colleagues who participated in these campaigns from both sides are listed
in [Lis16].
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Figure 5.6: The frequency ratio SrPTB against SrSYRTE. TOP: Raw data of the
measurement campaigns. BOTTON: March measurements have been averaged
to length of 6000 s and 125000 s for June measurements. The total uncertainty
(systematic and statistical) is shown, the systematic uncertainty is dominating.
The shaded area represents a ±σ interval uncertainty around the expectation
value (zero). Adapted from our publication [Lis16].
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averaging time t (s)
Figure 5.7: Instability of the clock comparison (SrPTB against SrSYRTE) as
function of the averaging time τ . The blue circles show the instability for March
measurements averaging down with 1 × 10−15/√τ . The blue squares are the
instability for June measurements averaging down with 3× 10−15/√τ . The gray
squares are the link instability. Adapted from our publication [Lis16].
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uncertainty of the measurements. Both measurements show very good clock agreement,
after the systematic frequency shifts for both Sr clocks and the synchronization offsets
of the counters are corrected. The gravitation redshift has be corrected and I will give
some details on how we determined the gravitation redshift in next subsection. The frac-
tional offset frequency between the Sr lattice clocks is 4.7 × 10−17 with uncertainty of
±5× 10−17 last measurement (as seen in Table 5.1). During the first measurement cam-
paign, the frequency counters have larger uncertainty because the counters in Strasbourg
and Paris were not synchronized with the local realization of the Coordinated Universal
Time (UTC) and the transfer laser was drifting by 2 Hz s−1, the synchronization between
them was derived indirectly as written in [Rau14a] and the frequency offset was derived
with 1× 10−16 uncertainty. During the second measurement campaign, the counters were
synchronized and the drift of the transfer laser was below 50 mHz s−1, thus the uncer-
tainty of the counter synchronization has negligible contribution to the uncertainty of the
second campaign. Figure 5.7 shows the instability of the measurement campaigns. The
instability shows for long averaging time a white frequency noise behavior that falls off
with the square root of the averaging time. The March measurements show an instability
of 1 × 10−15/√τ , and 3 × 10−15/√τ for June measurements (the different instability is
due to some changing in the experimental parameters). The instability of the link has
negligible contribution for the measurements, within 2000 s the link instability reaches
2 × 10−17 statistical uncertainty. This level of precision and accuracy of a remote fre-
quency comparison is for first time achieve worldwide. This measurement is one order
of magnitude better than any possible comparison done against primary cesium clocks.
Direct comparison optical-optical clocks with this precision is an important step for the
redefinition the SI-second based on an optical clock and also open new area of research
capabilities.
Gravitation redshift
A clock in a gravitational potential U is running slower by a factor of 1 +U/c2, where c is
the speed of light, compare to a clock with zero gravitational potential. This effect is well
know as the gravitational redshift [Ein11]. This effect had to be taken into account during
the measurement campaigns the Sr lattice clock at PTB is higher by 25 m from the Sr
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Ratio SrPTB
SrSYRTE
March 2015 Campaign 10−17 June 2015 Campaign 10−17
Systematics SrSYRTE 4.1 4.1
Systematics SrPTB 2.1 1.9
Statistical uncertainty 2 2
fs combs 0.1 0.1
Link uncertainty <0.1 0.03
Counter synchronization 10 < 0.01
Gravity potential correction 0.4 0.4
Total 11.2 5.0
Table 5.1: The table shows the total uncertainty of the frequency ratio SrPTB
SrSYRTE
.
Adapted from our publication [Lis16].
lattice clock at SYRTE, thus the frequency difference between them due to gravitational
potential difference is,
SrSYRTE = SrPTB − ∆U
c2
, (5.12)
where ∆U is the gravitational potential difference between Sr lattice clocks at PTB and
SYRTE. In order to correct the redshift the the gravitational potential difference has to
be calculated. There are two methods to determine the gravitational potential difference.
First by so called the geometric leveling technique which is accurate and easy to realize
on short distances, the accuracy of this technique within 1 mm for short distances and
the accuracy decrease with longer distance (a few 1000 km).
The second method is based on the Global Navigation Satellite System (GNSS) and
the gravity modeling (geoid). This method requires precise GNSS positions and gravity
field modeling results for the points of the interest. The gravitational potential difference
between Sr lattice clocks at PTB and SYRTE by combining the two methods. For the
PTB side, the GNSS/geoid method gives us the potential at a marker in the Sr laboratory
which is 763.75 m2/s2 from marker to the atom position we used the geometric leveling
method. The height difference between the marker and Sr atoms is 0.542 (±4) m, thus the
gravitational potential at Sr atoms is derived. In a similar way the gravitational potential
at SYRTE has been determined. The gravitational potential difference between Sr atoms
at PTB and SYRTE is 224.14 m2/s2, which causes a frequency shift between them of 1.06
Hz or fractional shift of 2.472× 10−15 with an uncertainty of 4× 10−17.
102
5.3. SEARCH FOR VARIATION OF α
5.3 Search for variation of α
Some of cosmological models suggest that the fundamental constants may vary over time
since the early Universe [Uza03, Kar04]. Thus it is important to check whether funda-
mental constants vary or not, thus better understanding low-energy world. There are
many fundamental constants, like the fine structure constant α, the electron-proton mass
ratio me
mp
, etc. I will focus on placing limits on possible variation of α, which is char-
acterize the strength of the electromagnetic interaction (which describes the interaction
between electrons and photons) α = e2/~c. It is also important to see if a variation of
the fine structure constant over time exists. There are three methods which can used to
put a limits on the variation of the fine structure constant α; quasar spectra, the Oklo
uranium mine, and atomic clocks. More details on the first two methods can be found
in [Web01, Web11, Sri04, Shl76, Dam96] and I will put more details on the third method,
which we used to search for a possible variation of α.
5.3.1 Atomic clock
An interesting applications of atomic clocks are to test the fundamental constants. This
method much better than first two methods for determining the variation of α due to
high precision, low systematic uncertainty, and it is easier to control systematic errors.
By optical clocks we can probe the temporal variation of α, which make the result easier
to interpret compared to the first two methods (where both temporal and spatial variation
of α are involve). The measurement is done by measuring the ratio between two optical
clocks and the measurement has to be repeated after some time. Optical clocks are a very
good choice to search for variations of α because the frequency ratio between two optical
clocks are depend only on α. In contrast, hyperfine transitions depend on α and me
mp
. The
electronic transition frequency can be written as following,




is the Rydberg constant in frequency units. C is a constant depending
on the atomic state properties, which are assumed to be constant with time. F (α) is a
dimensionless function of α, which takes into account the relativistic contributions to the
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energy level of the atomic states. The relative temporal variation of the frequency f can












is a variation which is common for all electronic transition frequencies. The
last term is relate to the variation of α over time which is under investigation. The
sensitivity factor A for this variation is calculated for relevant transitions by relativistic
Hartree-Fock calculations [Dzu99, Dzu09]. Now, it is important to choose two optical
clocks with different sensitivity factor A, ideally with large difference. In our case we have
used two very different optical clocks, one based on the 1S0− 3P0 transition of many 87Sr
atoms confined in an optical lattice. The sensitivity factor of this transition is very small
A = 0.062 [Fla09] while for the other clock based on the 2S1/2 − 2F7/2 electric octupole
(E3) transition of the single 171Yb+ [Hun12b, Hun16] the sensitivity factor A = −6 is
comparatively large. The frequency ratio 3 between them has been measured in 2010,
2012 and 2015. The instability of the 2015 measurement is shown in Figure 5.8. The
instability of the ratio measurement is 4.4 × 10−15/√τ limited by the single 171Yb+ ion
due to clock’s quantum projection noise limit. More than 80 hours of data are recorded
during the measurement in 2015, which reduced the statistical uncertainty to 1.3× 10−17.
The frequency ratio of the two clocks is determined with total uncertainty of (2.2×10−17).




This frequency ratio has been measured also in 2012 and in 2010. These measurements
are used to check if the frequency ratio and thus the fine structure constant is constant
over time. Figure 5.9 shows how much the frequency ratio has been varied due to the
variation of the fine structure constant over time. Taking into account the sensitivity of
the clocks to α [Fla09] and the time between the measurements we have derived the most
stringent limit on a potential linear drift of the fine structure constant α over time to
be −0.67(47) × 10−17 per year. Table 5.2 shows the frequency ratio measurements for
3These measurements are joint measurements between Quantum Optics and Unit of Length depart-
ment 4.3 (our Sr lattice clock group and frequency comb group) and Time and Frequency department






































Figure 5.8: The instability of the frequency ratio of the optical clocks as func-
tion of averaging time for the 2015 measurement. The dashed line shows an
instability of 4.4× 10−15/√τ .





171Yb+ 199Hg+a −22.0± 39× 10−17 [Pei06]
87Rb 133Cs −4.00± 16× 10−17 [Mar03]
H 199Hg+a −90± 290× 10−17 [Fis04]
27Al+ 199Hg+ −1.60± 2.3× 10−17 [Ros08]
171Yb+ 133Cs −2.00± 2.0× 10−17 [Hun14]
171Yb+ 87Sr −0.67± 0.47× 10−17 This work
Table 5.2: Table of the limits on the temporal variation of the fine structure
constant α by using the atomic clocks.
different kind of the clocks to check if the fine structure constant α is constant or not.
In the future, more frequency ratio measurements with high precision and accuracy
(on the level of 10−18) are an important to put new stringent limit on a potential linear
drift of the fine structure constant α over time.
5.4 Summary
During this chapter, several high-accuracy measurements have been performed with our
clock. The absolute frequency of the clock transition was measured to be 429 228 004
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Figure 5.9: The frequency ratio of the
171Yb+
87Sr
is plotted as function of the time.
The solid line is the linear fit and the significant deviation of the slope from zero
is indicate a nonzero frequency drift rate due to fine structure constant. MJD:
Modified Julian Date.
229 873.04 (11) Hz [Gre16], with significant improvement of the uncertainty of the mea-
surements due to longer measurements and using H-Maser as flywheel to cover gaps in
the operation of the Sr clock, and the uncertainty of the measurements is further re-
duced by combing the systematic uncertainties of CSF2, CSF1. The absolute frequency
measurements are agreed with frequency recommended by the CIPM for the secondary
representation of the second based on the 87Sr optical lattice clocks [CIP15] and with
measurements performed in different laboratories.
Comparisons between the Sr clocks at PTB (Braunschweig) and SYRTE (Paris) via a
fiber link [Rau15,Lop15] have been performed, and the fractional offset frequency between
them has been measured to be (4.7 ± 5.0) × 10−17 [Lis16]. Such comparisons over large
distances are an important step towards a redefinition of the SI second based on an optical
transition.
Optical frequency ratio measurements between our clock and a single 171Yb+ ion
clock [Hun16] at PTB have been carried out in 2010, 2012, and 2015. These measurements
are used to check if the frequency ratio and thus the fine structure constant is constant
over time. From these measurements, we have derived the most stringent limit on a
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potential linear drift of α over time to be −0.67× 10−17 per year with an uncertainty of
±0.47× 10−17.
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During this work, the uncertainty of the blackbody radiation (BBR) shift has been reduced
by more than order of magnitude (from 1.2× 10−17 to less 1× 10−18, in fractional unit),
thus making, the uncertainty of BBR shift has negligible contribution to the uncertainty
of the clock. This reduction in the uncertainty was possible by modifying the vacuum
chamber, by instilling the cold finger (see 3.4) 22 mm away from the MOT position,
which allows us to interrogate atoms inside a well controlled environment at cryogenic
temperature. Thus, the BBR shift is reduced (according to (Eq.3.8)) and its uncertainty
as well. The total systematic uncertainty of the clock has been evaluated (see Table 3.4)
to be 1.3× 10−17 at cryogenic temperature.
For the instability of the clock, the detection noise of the clock is measured and a
model linking noise and clock instability has been developed. The noise model is showing
that in our lattice clock the quantum projection noise is reached if more than 130 atoms
are interrogated. By using the noise model together with the degradation due to the Dick
effect reflecting the frequency noise of the interrogation laser, the instability of the clock
is estimated to be 1.6× 10−16/√τ/s [Al-15] which is the lowest instability is published so
far.
During this work, several measurements have been preformed with the clock:
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• The absolute frequency of the clock transition ha been measured several times.
The Sr clock transition frequency is measured to be 429 228 004 229 873.04 (11)
Hz [Gre16], with significantly improvement of the uncertainty of the measurements
due to longer measurements and using H-Maser as flywheel to cover any gap in the
operation of the Sr clocks, and by combing the systematic uncertainties of SCF2, and
SCF1. These measurements have excellent agreement with measurements performed
in different laboratories.
• Ratio measurements between our clock and single 171Yb+ ion clock both at PTB
have be performed, These measurements are used to check if the frequency ratio and
thus the fine structure constant is constant α over time. From these measurement
the most stringent limit on a potential linear drift of α over time to be −0.67×10−17
per year with uncertainty of ±0.47× 10−17 (not published yet).
• Further more, Comparisons between the Sr clock PTB against the Sr clock SYRTE
via fiber link was performed with a fraction offset between them of (4.7±5.0)×10−17
[Lis16]. Such kind of comparison of two dully independent optical clocks with longer
distance was a first and an important step for redefinition of the SI second based
on optical transition.
6.2 Outlook
In our experiment, we have evaluated the final uncertainty budget of the clock to be
1.3 × 10−17 at cryogenic temperature. It is limited by the uncertainty due to magic
wavelength of the lattice laser (see table 3.4) as the lattice trap is nearly horizontal, thus
deep lattice depth is required to hold atoms against gravity and to suppress the tunneling,
resulting in a large uncertainty of the AC stark shift of the lattice laser. We decided to
upgraded the vacuum chamber. The new design is shown in Figure 6.1, which is designed
by our post-doc So¨ren Do¨rscher. The following issues has been take into account with
new design;
• The lattice trap going to be vertical, thus relaxing the problems with tunneling,
which allows us to operate the clock with shallow lattice depth to reduce the uncer-
tainty due to AC Stark shift.
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• Possibility to operate the clock at any temperatures between 77 K to 300 K.
• Atoms will be interrogated in the MOT position, thus no transport of the atoms is
required as in the coldfinger, resulting in a better duty cycles, thus better stability
and high reliability.
• Better vacuum pressure, which is an important issue for longer lattice lifetime which
is going to be an requirement for longer interrogation times (more than 1 s interro-
gation time).
• Lasers used for cooling and trapping are going to be compact and reliable. This is
aiming to increase uptime of the clock.
Figure 6.2 shows a cross section of the new chamber. The internal chamber made of a
copper for providing homogenous temperature surrounding the atomic sample due to high
thermal conductivity. The block of copper has dimension of 110.5 mm × 100.5 mm ×
52.5 mm (length, width, and depth). The chamber has accesses for all beams for MOT,
lattice trap, interrogation, and detection. Incoming BBR from the outer vacuum chamber
is blocked by a two BK7 windows with a thickness of 5 mm each to suppress blackbody
radation shift to level below than 1×10−18 in fractional unit. The copper is connected to a
cryocooler (which is omitted in Figure 6.2) to cool the inner chamber to any temperature
between 77 K and 300 K. The chamber has additional access for a build-up lattice cavity
(nearly horizontal), which is going to be used for developing highly controlled quantum
state engineering by squeezing and entanglement. Moreover, the atomic oven and Zeeman
slower access are blocked by mechanical rotation shutters during the interrogation, which
can be cooled down to cryogenic temperature to avoid additional BBR shift from the
oven and from the Zeeman slower port. All parts of the new chamber are ordered and
we expect to assemble them at the end of this year/ beginning of the next year. We are
looking forwards to characterize the clock with level of 1× 10−18 in fractional units.
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shutter
















Figure 6.2: A cross section of the chamber (CAD). The internal chamber made
of a copper with a dual-layer for homogeneous thermal environment. BK7 win-
dows are indicated by green and red. The cryocooler is connected to the internal
chamber from the back.
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Figure 6.4: Extended the cold finger.
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